NASA Technical Memorandum 104618 NASA@S&% 133718

Differential Absorption Lidars for
Remote Sensing of Atmospheric Pressure
and Temperature Profiles: Final Report

C. Laurence Korb, Geary K. Schwemmer, Joseph Famiglietti,
Harvey Walden, and Coorg Prasad

NOVEMBER 1995

LANGLEY RESEARCH CENTER
LIBRARY NASA
HALIPTON, VIRGINIA







e

NASA Technical Memorandum 104618 ~ ° 1176014238860

Differential Absorption Lidars for
Remote Sensing of Atmospheric Pressure
and Temperature Profiles: Final Report

C. Laurence Korb

Geary K. Schwemmer
Joseph Famiglietti

Harvey Walden

Goddard Space Flight Center
Greenbelt, Maryland

Coorg Prasad
Science and Engineering Services, Inc.
Burtonsville, Maryland

National Aeronautics and
Space Administration

Goddard Space Flight Center
Greenbelt, Maryland

1995



This publication is available from the NASA Center for AeroSpace Information,
800 Elkridge Landing Road, Linthicum Heights, MD 21090-2934, (301) 621-0390.




EXECUTIVE SUMMARY

This report describes the development of differential absorption lidar (DIAL) techniques to measure the
atmospheric pressure and temperature profiles. Improved measurements of the atmospheric temperature
profile are needed both in terms of accuracy and increased vertical (altitude) resolution in modeling
atmospheric processes to improve weather and climate forecasting. Pressure and temperature profiles are
required for specifying the state of the atmosphere. Passive temperature sensors have fundamental limits
in vertical resolution of 5 to 8 km, and no other remote sensing method exists for obtaining pressure
profile measurements. The basic premise behind the DIAL measurements is as follows. Spectral absorption
lines are pressure broadened in the lower atmosphere, so the absorption lines have a Lorentzian line shape
to first order approximation. Oxygen is well mixed in the atmosphere with a constant mixing ratio and the
A band near 0.76 pm is accessible using near infrared tunable lasers and detectors. With a constant mixing
ratio, the absorption at the center of a line is independent of the pressure and varies according to its
temperature sensitivity. Temperature is determined using a high J line which has a large value of ground
state energy along with a nearby reference measurement. On the other hand, pressure is determined using
a measurement in the wing of a line where the absorption varies as the square of the pressure, and the
temperature sensitivity can be eliminated by choosing the correct location in the band. The pressure-
sensitive wing measurement is located in an absorption trough, the region of minimum absorption between
two strong oxygen lines, to desensitize the measurement to the effects of laser frequency drifts. The
pressure-sensitive measurement is used with a nearby reference measurement. Finding a laser suited to
the task of making the measurements has proved to be the most difficult aspect of this research and resulted
in more of a technology development component to this program than occurs in most science-funded
activities. Under this program, the theory was developed and numerous error analyses carried out. A
continuous wave (CW) breadboard experiment was developed and used to prove the feasibility of the
method. A two-dye laser DIAL system was developed and upgraded with solid-state alexandrite lasers,
which were used to make the first ground-based and airborne pressure profile measurements. Noise-
limited precisions of 1.6 to 2 mb were obtained with 37.5 m vertical resolution in the lower atmosphere.
The lasers were upgraded and additional airborne pressure data were gathered, as well as ground-based
temperature profiles showing noise levels of 1 K with 300 m vertical resolution.

Many chapters in this report are adapted from previous publications or other papers, and have been edited
for self-consistency and, in some cases, updated. They are arranged in logical order, starting with the
theory of pressure and temperature measurements in Chapters 1 and 2. Chapter 3 describes the theory of
the effective frequency technique and is followed by four chapters on technology: the lidar system (Chapter
4), the laser developments (Chapter 5), the detector studies (Chapter 6), and the laser wavemeter development
(Chapter 7). This is followed by a design analysis of 2a Raman channel in Chapter 8. The Raman channel
was to be added to the system for determining the aerosol to molecular backscatter ratio, which is needed
to correctly analyze the absorption measurements and obtain the greatest accuracy in the derived temperature
profiles. Chapters 9 through 12 describe the lidar measurements in chronological order. Chapter 13 is a
design study of an advanced automated lidar system that could be used on the NASA ER-2 high altitude
rescarch aircraft, and Chapter 14 describes studies of spaceborne systems. The bibliography lists all the
publications, reports, and patents that resulted from this research, except for several which remain to be
published.



This program has sparked others around the world to pursue our methods of measuring temperature, as
well as to use the laser technology we developed for making DIAL temperature measurements. As a result
of the technology advances we made, there have been numerous “spin-off” studies, papers, and inventions
which are described in this report, all in some way necessary for the successful achievement of atmospheric
measurements. The work described in this report is not merely the work of the authors. It has been
accomplished through the efforts of many people: those directly associated with the program, those who
supported the program with funding or other resources, those who acted in supporting roles, as well as
many indirectly involved. We have tried to be complete in acknowledging all who contributed and apologize
for any omissions, as sometimes occurs in a work of such large scope as this one.
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CHAPTER 1 THEORY OF LIDAR PRESSURE MEASUREMENTS

INTRODUCTION

This chapter describes the differential absorption lidar technique for measuring the atmospheric pressure
profile and surface pressure from both ground- and satellite-based platforms using the trough absorption
region between two atmospheric lines. Pressure is one of the basic atmospheric state variables, and a knowledge
of the pressure as a function of altitude (pressure profile) is needed in virtually all atmospheric models. For
example, the temperature profile can be calculated directly from the pressure profile. Horizontal gradients in
the pressure and the Coriolis force are the basic forces acting on an air parcel and are used to derive the
balanced wind. Weather patterns are commonly described with contour maps giving the height of constant
pressure surfaces. Thus, a knowledge of pressure is essential for weather and climate prediction. We note
that the Global Atmospheric Research Program has specified a requirement for the remote measurement of
surface pressure to 0.3% (WMO-ICSU, 1973).

Currently, there are no operational remote sensing techniques for measuring pressure, and the pressure field
must be deduced from other atmospheric parameters. The pressure profile is generally calculated from the
hydrostatic equation using radiosonde or passive satellite radiometer measurements of the temperature profile
and barometric measurements of surface pressure, where available. Passive temperature measurements are
limited, however, both in vertical resolution (8 km) and accuracy (2 K) (Atlas and Korb, 1981). In addition,
in situ observations of surface pressure are sparse over large areas of the oceans and in the Southern Hemisphere,
and estimates (forecasts) of the surface pressure must be used in these regions. The errors in these parameters
limit the accuracy of the calculated pressure profiles.

There has been considerable interest in remotely measuring atmospheric pressure since the 1960’s. Early
work by Yamamoto and Wark (1961) suggested that cloud-top height could be estimated from satellite
measurements of reflected sunlight using absorption by the oxygen A band at 0.76 pm. Wark and Mercer
(1965) performed a low resolution band analysis of the oxygen absorption near 0.76 pm to evaluate the
feasibility of these cloud-top measurements. Singer (1968) considered the feasibility of a lidar measurement
of surface pressure using the results of this band analysis. A high spectral resolution lidar technique for
measuring the pressure profile and surface pressure using a measurement in the line wing was first described
by Korb (1977) and later extended to the use of absorption troughs as outlined by Korb, et al. (1979). The
use of a measurement in the line wing was also considered by Megie (1980). The average pressure for a
1 km atmospheric path has been measured to a relative accuracy of 0.1% by employing a horizontal path
version of this trough technique using seattering from a fixed target (Kalshoven and Korb, 1982). Other
techniques which have been considered include an active microwave method for measuring surface pressure
over the ocean using a number of frequencigs.in the 60 GHz oxygen absorption band as described by Peckham
and Flower (1981). Gardner (1979) described a lidar technique to measure surface pressure using the time
delay between various frequencies caused by the frequency dependence of the atmospheric index of refraction.
Russell and Morley (1982) discussed a lidar technique utilizing the backscatter at two widely separated
wavelengths to obtain the atmospheric density profile. If the pressure is known at some point on the density
profile, the pressure at other altitudes can be extrapolated using the hydrostatic equation. This technique is
limited to the upper troposphere and stratosphere.



A high spectral resolution differential ranging lidar measurement of the absorption in the wing of a collision
broadened line provides a simple method for measuring pressure. The resultant experiment has limited
accuracy, however, since only the absorption in the range-resolved element is used to determine pressure.
The measurement is also extremely sensitive to laser frequency jitter, since the absorption in the line wing
varies rapidly with frequency. In this chapter, we describe an integrated vertical path technique for measuring
the pressure profile which has much higher sensitivity than a differential ranging method. We also discuss
the properties of absorption troughs, broad regions of nearly uniform absorption between two strong lines,
which can be used to greatly reduce the sensitivity of the pressure measurement to laser frequency shifts.

Oxygen is an excellent candidate for the measurement of pressure, since it is uniformly mixed in the atmosphere
and, thus, the mixing ratio of oxygen does not have to be measured independently. The oxygen A band near
0.76 wm has strong lines of 1 to 2 cm' separation with energy and trough absorption suitable for an atmospheric
measurement of pressure. In addition, the A band region has minimal interference from other species and is
easily accessible using tunable lasers. Our laboratory at Goddard Space Flight Center constructed a dual
wavelength lidar system for ground-based and aircraft measurements of pressure and temperature.

The following section describes the integrated path differential absorption technique which forms the basis
for high accuracy (0.1 to 0.3%) pressure measurements. The theory of pressure measurements (integrated
vertical path, differential ranging, and horizontal path) is then given, and methods for correcting for temperature
effects are considered. The properties of absorption troughs are described and applied to the pressure
measurement. The effects of finite laser bandwidth in a trough region are then considered. This is followed
by simulation results and an analysis of the accuracy of the pressure measurements.

THEORY

Integrated Path Differential Absorption Experiment

For a lidar with a coincident transmitter and receiver operating at a single frequency v with pulse energy EQ,
the energy received from an element of the atmosphere at range R with thickness AR is given
as (Collis, 1969)

E,(R)= E‘J(%)QBV(R)ARTS(O, R)1,(0,R), (1-1)

where A is the area of the lidar receiver, Q is the optical efficiency of the system, B,(R) is the sum of the
aerosol and Rayleigh backscatter coefficients of the atmosphere per unit solid angle per unit length, T5(0,R)
s the two-way transmission of the atmosphere from range 0 to R due to scattering and continuum absorption
effects, and 1,(0, R) is the two-way transmission of the atmosphere due to resonant absorption.

A two-frequency differential absorption lidar technique forms the basis of the pressure measurement. One
frequency is chosen in the distant wing of a collision broadened line in the oxygen A band, where the absorption
is pressure sensitive. The line is selected so that the resultant measurement will be temperature insensitive.
The reference frequency is chosen at a nearby location with minimal resonant absorption but essentially
identical backscatter to that at the measurement frequency. For two closely spaced frequencies in the A band
region, the attenuation due to scattering and continuum absorption processes at the two frequencies is nearly
identical (Shettle and Fenn, 1975). Thus, the ratio of the signal returns at the wing and reference frequencies



eliminates the scattering and absorption properties of the atmosphere other than those associated with oxygen
absorption. The result is

7,,(0,R) _ E, (R)/E,)
1,(0,R)  E(R)/E,(0)’

(1-2)

where t(0,R) is the two-way atmospheric transmission of oxygen, and the subscripts w and r denote
measurements in the wing and at the reference frequency, respectively. Although a differential ranging
technique utilizing the absorption over a single atmospheric layer (Schotland, 1974) could be used for the
measurement of the pressure profile, much higher sensitivity can be obtained using an integrated path technique,
as will be shown in a later section. For measurements made with finite laser bandwidth, the effects of non-
zero absorption at the reference frequency complicate the analysis, since the measured quantity is not directly
related to the differential absorption. The analysis of Eq. (1-2) may be simplified if the reference frequency
measurement satisfies the following conditions: the absorption is sufficiently weak so that the exponential
function can be approximated by a two-term expansion, the absorption over the bandwidth of the measurement
can be described by a linear function of frequency, and the laser line shape is symmetric. For these conditions,
it follows that Eq. (1-2) can be formulated using an effective frequency technique as

v R
Z’f((g,’%) = vfjgw(V)eXp{—2£[K (v,x)-K (V,,x)]dx}dv, (1-3)

where the measurement in the line wing is made over the spectral interval from v, to v, with a normalized
laser line shape g _(v) and K(v,x) is the absorption coefficient of oxygen (i.e., the absorption per unit path) at
frequency v. Here, V, is an effective frequency at the midpoint of the laser bandpass which gives the
absorption at the reference frequency. As shown in Eq. (1-3), the ratio of the transmissions at the two
measurement frequencies is directly related to the differential absorption coefficient. In an actual experiment,
the measurement conditions of Eq. (1-3) can generally be satisfied.

Theory of Pressure Measurement

The absorption coefficient at frequency v due to a single line of a linear molecule such as oxygen is given as
K(V)—C(L)ex (—i)f(v—v ) (1-4)
72 )P kT 0%

where
C= ‘10(1 -q° )(—Yb )S(]}))exp £
k kT,

and g, is the volume mixing ratio of oxygen in a dry atmosphere (0.2095), ¢* is the volume mixing ratio of
water vapor, S(T,) is the line strength of the transition at standard temperature T, p and T are the pressure and
temperature of the atmospheric layer, respectively, € is the ground-state energy of the transition, k is
Boltzmann’s constant, and f{v - v,) is the line shape at frequency v for a line centered at v,.



For the case of atmospheric absorption by the oxygen A band, the line shape is significantly influenced by the
effects of both collision and Doppler broadening. In fact, the line broadening from these sources is equal at
an altitude near 10 km. Thus, the line shape in the A band must generally be represented by the Voigt profile,
which is a convolution of independent collision-broadened and Doppler profiles. The Voigt profile is a
complicated function, however, which is not easily used in analysis. For the far line wing, the Voigt profile
can be represented by a power series expansion (Plass and Fivel, 1953) as

f()#[(g)(_u” s

(v —vp) V=V V=V

where di = ( 3 )a‘z 1,

and

Here the parameter a is defined as

a=(¢n2)"? M,
by(T)

where b (p,T) is the collision-broadened line halfwidth, and b (T) is the Doppler-broadened line halfwidth.
These are defined as

bpr)=20(r| 2 )= ot 2|5

0 Po
and (1-6)
172
2kT¢n2
b,(T)= \Z 8
d( ) (MOCZ ) 0

where M|, is the mass of oxygen, c is the velocity of light, p, is standard pressure, and b3(T) is the collision-
broadened line half-width at a pressure of 1 atm. Kinetic theory predicts the exponent n of the temperature
dependence of the collision-broadened half-width to be one-half. For real molecules, however, it can vary
over a significant range. Preliminary measurements for high J lines in the oxygen A band give a value of
0.7 (Korb, et al., 1980). For0.001 <a<1and (v—-vy) =6b (D),orfora=1and(v- A P SbC(_T), Eq. (1-5)
has a maximum error of 0.1%. For the case of absorption in the far wings of the strong oxygen lines that will
be considered here, (v—vp) >0.35 cm’!, and Eq. (1-5) is accurate to better than 0.02% for altitudes above
1.5 km and to better than 0.001% for altitudes above S km. We note that the first term in Eq. (1-5) is the line
profile in the far wings of a collision-broadened line.



The absorption coefficient in the far line wing is found from Egs. (1-4) and (1-5) to be

cod(T) p? £
K(v)= ——E——exp(——)
mpo(v—vo)* T2 kT (1-7)

2
X __1— 0 _p_ _ 3 2

where b2(T) is independent of pressure. Equation (1-7) provides the basic formulation for a horizontal path
measurement of pressure and may also be used for a range-resolved pressure measurement. We note that in
the far line wing, (v - v,) > 657, and the higher-order terms in Eq. (1-7) contribute < 3%. Thus, the first term
is dominant, and the dependence of K(v) on temperature is minimized for a line with ground-state energy
€e=(n+2)T.

As was noted earlier, an integrated path vertical measurement of pressure provides much higher sensitivity
than a range-resolved technique. Using the hydrostatic equation with the ideal gas law,

Mg pdz
dp=-—8P% 1-8
P k T ( )

where g is the acceleration due to gravity and M is the average mass of a molecule in the atmosphere,
Eq. (1-7) can be integrated over altitude. The resulting extinction for a one-way atmospheric path is

fK(v)dz Gil? - pt] —p|| [B@ (2 r)A | 363(T)F | (1-9)
7 (v vo) 2(v- vo) 24 2 £n2(v—vy)
where
o Cg(T)
7 omMp,

and p, and z, are located at the laser. The absolute value signs are used in Eq. (1-9) since dz is negative for a
downward-looking experiment. The functions F,account for the effects of temperature on an integrated path
measurement for the general case of a non-isothermal atmosphere, and they also account for small variations
in g with altitude. They are defined in a mean value sense along the integrated path from p, to p as

If(T)

F = "'——, (1-10a)

f pdp
pPi



Pl T 5
F = - , (1-10b)
| pPdp
n
and
p
T T
J'(_Jf( )pdp
_n L) 8 (1-10c)
Fé_ p ’
dep
P

where f(T)=T~"*Dexp(—€/kT). Fora ground-state energy of € = (n + )T , the function F, [the dominant
termin Eq. (1-9)] is temperature independent, and the functions F, and F, (corresponding to the higher order
terms) are only weakly temperature dependent. We note that T is an effective temperature defined so that
f (T) = gH, where g is the average value of g in a pressure-weighted sense. Thus, the effects of pressure
can be decoupled from those of temperature in Eq. (1-9) to first order by a proper choice of ground-state
energy. The residual effects of temperature can be explicitly included in Eq. (1-9) using an estimated or
measured temperature profile to evaluate the functions F.. The temperature profile can also be calculated
from the measured lidar pressure profile [with Eq. (1-8)] and then used in an iterative manner to redetermine
the pressure profile. The errors due to temperature effects are discussed in a later section.

The extinction, as given by Eq. (1-9), is directly proportional to the difference in the squares of the pressures
at the measurement altitude and at the laser, respectively. We note that the higher order terms in Eq. (1-9)
contribute only a few percent. Equation (1-9) is thus a quadratic equation in the variable x = p. It can be
solved for pressure versus height using standard algebraic techniques given the pressure at the laser altitude
(p,)» which is zero for the case of a satellite measurement.

Trough Technique

The absorption coefficient and extinction in the line wing are not only sensitive to pressure but also have a
strong dependence on laser frequency shifts [see Egs. (1-7) and (1-9)]. The frequency dependence of the
pressure measurement may be greatly reduced using a relatively broad absorption trough, the region of
minimum absorption, between pairs of strongly absorbed oxygen lines. The basic properties of absorption
troughs formed by two lines will be developed in this section. The discussion includes methods for evaluating
the trough frequency, the shape of the trough region, and the effects of laser frequency jitter. The perturbation
effects of weak isotopic lines in the neighborhood of the troughs will be discussed in the numerical treatment
given in the next section.

For the case of two absorption lines at frequencies v, and v, the extinction for a vertical path measurement
[Eq. (1-9)] or the absorption coefficient [for either a horizontal or vertical path measurement, Eq. (1-7)] can
be represented as

A + Al P + Ayhy _ (1-11)

K’(v)=(v_v1)2 Vv V=Vl (v-v,)



Here, K’(v) is either the absorption coefficient or the extinction, and A and h,are pressure-dependent functions
which can be easily calculated from either Eq. (1-7) or Eq. (1-9), respectively. The trough frequency v, the
position of minimum absorption, can be found by setting the derivative of Eq. (1-11) equal to zero and using
the Newton-Raphson method. For the case of a trough in the far line wing such that k; << (v, —v;)?/2, the
trough frequency is

)1/3

vy +v,(4 /A
V=] 2(1 2

(1-12)
Co1+(ar4)"

where, for an integrated path vertical measurement,

sl(To)bg(To)P,")exp[:—T{O)

$H(To b8, (To) R exp(e—Z]’

KT,

fube S

A

and the superscripts of F are used to designate the respective line. For troughs formed by lines of nearly
equal ground-state energy such as we consider here, A;/A, reduces to the ratio of the strength-width products
for the two lines. For the trough regions in the oxygen A band between 13150 and 13154 cm?,
R(v, = v;)/b? > 6 for the primary oxygen lines, and the contribution of the terms involving 4, in Eq. (1-11)
is <2% at ground level and decreases rapidly with altitude. Thus Eq. (1-12) provides a reasonable first-order
solution for v,

To analyze the frequency dependence of the trough regions, we use a Taylor’s series expansion of K’(v)
about the trough position. That is,

1d%K’(v,)

K'(V)=K'(v,)+=

S (V) (1-13)

where the first order term in dK’/dv does not appear since the trough, by definition, is the position of zero
slope. For distances from the trough <0.01 cm™ and for (v, - v) > 0.5 cm, the quadratic expansion of
Eq. (1-13) is accurate to better than 0.03%. The shape of the trough region may be readily evaluated from
Egs. (1-11) and (1-13) as

i |y, 10k
g1t 2

(o) 3-v)

where AK’(v)=K’(v)-K'(v,). For the special case of two lines that are well separated and have equal

strength - width products, the trough location is equidistant from the two lines by Eq. (1-12), and it follows
from Eqgs. (1-11) and (1-14) that

\ (1-14)

2
AK'(v)=(v- v,)2 34;

1

AK'(v) _ 3(v _vt)2 _
K'(v.) (v - )2

Thus, in the region of the trough, the fractional change in extinction for a vertical path [Eq. (1-9)] or the
absorption coefficient [Eq. (1-7)] varies as the square of the ratio of the distance from the trough to the
distance of the trough from the absorption lines forming the trough. For typical parameters such as laser
frequency shifts of 0.005 to 0.01 cm and (v, - v) =0.5 cm’!, the corresponding error in extinction or absorption

(1-15)



coefficient is 0.003 to 0.12%. On the other hand, for a measurement in the far wing of a single line, it follows
from either Eq. (1-7) or Eq. (1-9) that

dK’(v)  2dv

=- : 1-16
K'(v)y (v-v) A

For the same parameters as assumed above, the error in extinction for a measurement in the wing of a single
line is seen to be from 2 to 4%. Thus the trough technique reduces the errors due to laser frequency instability
by almost two orders of magnitude.

Finite Bandwidth

The use of trough regions for the pressure measurement simplifies the analysis of finite laser bandwidth
effects, since the absorption coefficient or extinction in the trough can be represented as a parabola to high
accuracy. For a laser with a uniform bandpass which is centered on an absorption feature with a parabolic

frequency dependence (e.g., a trough), the measured transmission can be represented by a monochromatic
measurement at the effective frequency

Av
=v,+—,
v, 23

where Av is the laser bandwidth. For laser bandwidths <0.02 cm™! and |V, -V, | >0.5cm?, the accuracy of
Eq. (1-17) is better than 0.01%. Thus, for finite bandwidth measurements at both the trough and reference
frequencies, Eq. (1-3) can be represented by equivalent monochromatic measurements at vV, and V,, as

v 1-17)

(4

%, (0,R) _ 5, (0.8
1,(0,R) 15 (O,R)’

(1-18)

where 7, and tT_are the transmissions at the trough and reference frequencies, respectively. Equation (1-17)
may also be used to derive the result for a range-resolved experiment with finite bandwidth. In this case, the
measured quantity is determined from the ratio of the signal returns at two adjacent ranges. It follows from
Eqgs. (1-3) and (1-17) that the resulting measurement on the interval from R, to R, can be approximated by

LR, Ry) _ %5, (R Ry) (1-19)
T, (R, R) 5 (R, Ry)

if v is independent of range from R, to R,. This assumption is valid even for the case of isotopic lines near the
trough location, as will be shown in the next section. Thus, for the three different cases considered (vertical
integrated path, horizontal path, and differential ranging), the differential absorption at the monochromatic
frequencies V, and V, can be used to represent the results of a finite bandwidth measurement. This result
can not only be applied to the analytical models we have used to represent the absorption but can also be used
with the numerical models to be described in the following section.

ANALYSIS

The trough regions with appropriate absorption for the pressure measurement occur in the R branch of the
oxygen A band near 13150 cm™ (760 nm). In this section, the spectra of oxygen are calculated using numerical

8



techniques, and the effects of temperature, frequency stability, humidity, and sensitivity are considered using
the analysis methods discussed in prior sections.

Atmospheric Effects

Figures 1-1 and 1-2 show the trough regions in the oxygen A band near 760 nm. Figure 1-1 gives the
extinction of oxygen for two-way atmospheric paths from space to the surface and to 4 km altitude, respectively,
while Figure 1-2 gives the absorption coefficient at the surface. The atmospheric model used for these
calculations is a multi-layer one dimensional model with up to 50 layers. The line parameters used are from
the AFGL calculations (McClatchey, et al., 1959; Rothman, 1981), where the line strengths and widths have
been adjusted to agree with the measurements of Burch and Gryvnak (1969). We note that the troughs in the
region from 13150 to 13154 cm™! have ground-state energies appropriate (€ = 300 cm™) for integrated path
vertical measurements of pressure, while those from 13156 to 13158 cm have energies appropriate
(e = 500 cm™) for horizontal path or range-resolved pressure measurements. The extinction and absorption
coefficients in the various trough regions show the p? dependence characteristic of absorption in the far line
wings. As shown, the positions of the troughs are shifted by the presence of weak isotopic oxygen lines,
00, which occur in the vicinity of each trough. It is interesting to note that the isotopic lines appear as
prominent features in the integrated path vertical case shown in Figure 1-1, whereas they are weak features in
Figure 1-2. The relatively strong extinction from the isotopic lines shown in Figure 1-1 occurs primarily in
the direct vicinity of these lines. It arises from the absorption of upper atmospheric layers which have narrow
line widths and absorb strongly near the line center and only weakly in the line wings (e.g., at the

trough location).

00

&
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o

ABSORPTION COEFFICIENT (km™"}
o
o

o
T

1
13150 13152 13154 13156 13168 13160
FREQUENCY (cm™")

INTEGRATED VERTICAL OPTICAL DEPTH

Figure 1-2. The absorption coefficient of oxygen in
the 13150 cm! region at ground level.

1 1 1 2 1
13151 13152 13153 13154
FREQUENCY (cm™")

Figure 1-1. The integrated absorption coefficient
(extinction) of oxygen in the 13150 cm™! region for
two-way atmospheric paths from space to ground
level and 4 km altitude, respectively.

Figure 1-3 shows an example of a calculation of the temperature dependent functions F; for an integrated
path measurement, as given by Eq. (1-10). The data are presented as the fractional change in F(z) with
respect to the value at the surface. The calculations correspond to a high-altitude aircraft or satellite experiment
for a standard atmospheric temperature profile using the trough at 13152.49 cm. For this trough, the average
ground-state energy is close to satisfying the condition for temperature desensitization,
viz., € =(n+1kT . As shown, the function F | has little variation with altitude (or, thus, temperature). As
expected, the functions F, and F, corresponding to the higher order terms in Eq. (1-9) have positive and
negative altitude dependencies, respectively.
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Figure 1-3. The fractional change in the
temperature dependent functions F(z) with respect
to their value at ground level for the trough at
13152.49 cm’ (see Eq. 1-10). Results are for a
satellite experiment and a standard atmospheric
temperature profile.

Figure 1-4 shows the effect of temperature errors on an integrated path pressure measurement from a high
altitude aircraft or satellite for a laser bandwidth of 0.02 cm™'. Simulations were performed at three different
troughs by introducing a 2 K bias error in the nominal temperature profile and then calculating the change in
pressure necessary to produce the same extinction. As shown, the pressure errors for a 2 K temperature error
are generally <0.1% and average ~0.05%. We note that, although the three troughs shown are all located
within 3 cm’', the altitude dependence of the error is quite different. That is, the error is a decreasing function
of altitude for the troughs below 13153 cm with average ground-state energies <260 cm’, whereas the error
increases with altitude for the troughs beyond 13153 cm™ with energies >300 cm™.

Figure 1-5 shows an expanded view of the trough near 13152.49 cm! for an integrated path satellite-based
experiment. The data are shown as the fractional change in extinction due to frequency shifts about the
trough at 13152.49 cm*. The presentation of the extinction data in this form allows effects at the 0.1% level
to be seen easily. As shown, the trough position for measurements from space to various altitudes exhibits a
slight shift to higher frequencies with increasing altitude. This occurs since the nearby isotopic line at
13152.36 cm! not only causes an overall shift of the trough away from the isotopic line, but also contributes
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Figure 1-5. The percent change in extinction due to
Jfrequency shifts about the trough at 13152.49 cm’ (the
infinity to zero trough) for measurements from space
Figure 1-4. The pressure error (in percent)due toa  to various altitudes.

2 K temperature profile uncertainty for a satellite-

based lidar experiment with a 0.02 cm’ laser

bandwidth. Results are shown at three trough

locations near 13150 cm’'.

ALTITUDE (km)

proportionately more to the total trough extinction at high altitude. The shape of the trough region closely
approximates a parabola within 0.01 cm™ of the trough as expected from Eq. (1-14). At larger distances
from the trough, the effects of asymmetry introduced by the isotopic line become increasingly important.
For this nearby line, the cubic and higher order terms in the Taylor’s series expansion of Eq. (1-13) are not
negligible, as in the case of the more distant primary oxygen lines. Thus, the strong oxygen lines dominate
the absorption in the trough, whereas the weak isotopic lines cause the fine scale effects which are observed.

The data of Figure 1-5 may be used to evaluate the effects of laser frequency stability on a pressure
measurement. For optimum accuracy over a given altitude range, the laser frequency should be adjusted to
approximately coincide with a trough for the mean measurement altitude. For the case shown in Figure 1-5,
the frequency is shifted by ~0.005 cm! relative to the trough for the space-to-ground level measurement. A
laser frequency stability of £0.01 cm™ then corresponds to fractional errors in extinction <0.14%. Since the
extinction varies nearly quadratically with pressure by Eq. (1-9), the corresponding error in pressure is <0.07%.

Water vapor affects the pressure measurement by lowering the mixing ratio of oxygen in the atmosphere, as
given by Eq. (1-4). For an integrated path vertical measurement, this effect is partially compensated, since
water vapor also lowers the average mass of a molecule in the atmosphere [Eq. (1-9)]. We have calculated
the composite of the above effects on a pressure measurement for a standard temperature profile and for an
error in the assumed water vapor content of the atmosphere of £30% of its saturation value. This corresponds
to actual values of relative humidity of 20% or 80% as compared with an assumed value of 50%. For a
downward-viewing experiment from a satellite or a high-altitude aircraft, the resultant errors in pressure are
<0.05% for altitudes above 2 km and <0.1% for measurements extending to ground level.

Discussion of Sensitivity
To evaluate the sensitivity of a pressure measurement, the relationship between the experimental parameters

and the pressure measurement error must be determined. We compare here the sensitivity of differential
ranging and integrated vertical path measurements for a generalized set of conditions. The following analysis
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treats the case of a generalized atmospheric line profile and measurements in a trough region with finite laser
bandwidth.

For a finite bandwidth integrated vertical path measurement from a laser at altitude z, to altitude z, it follows
from Egs. (1-3) and (1-17) that

d d .,
514(20»2) = —ZTd(Zo’Z)EKd(Zo’Z)’ (1-20)

where 7, is the ratio of the transmissions at a trough region represented by Vv, and a reference region by v,,
and K is the difference in extinction between these two frequencies for a one-way atmospheric path (i.e.,
the integrated differential absorption coefficient). From Eq. (1-9), it can be shown that

d d
—Ki(z5,2) = — K(o0,2). 1-21
e d(Zo Z) dp 4(e2,2) (1-21)

It then follows from Eqs. (1-20) and (1-21) that the fractional error in the pressure measurement is

2 - 1 1-22
A e (-2

where the coefficient of pressure sensitivity 1 is given as

dKj(2,2)! K;(e,2)

n ,2)= 1)

(e2,2) ol p

and the composite signal to noise ratio (S/N) for the measurement is related to the fractional error in transmission
by (S/N)' = dt/t. We note that 1} gives the effective pressure dependence of the extinction through K o< p

and is nearly a constant in the far line wing with a value of 2. For the trough at 13152.49 cm™ the coefficient
1 varies from 1.98 for downward-viewing measurements, where the end point is near the surface, to a value
approaching 2 for measurements where the end point is at high altitude. For a range-resolved or horizontal
path finite bandwidth experiment, an analogous expression for the pressure error can be derived from Egs.
(1-3), (1-7), and (1-19) as

|ap| _ 1 (1-23)
| p |, n)[2K(2)AR)(S/ N)’

where K(z) is the differential absorption coefficient at altitude z and AR is the distance over which the
pressure measurement is made.

Equations (1-22) and (1-23) give the dependence of the pressure errors on the lidar experimental parameters.
In each case, the error in pressure is inversely proportional to the product of the coefficient of pressure
sensitivity, the optical depth, and the S/N. For the differential ranging or horizontal path cases given by
Eq. (1-23), the optical depth and coefficient 1} (which is essentially a constant) correspond to the measured
path, as expected. This is not the case, however, for the integrated vertical path measurement described by
Eq. (1-22). As shown, the optical depth and coefficient 1 correspond to a path from infinity to altitude z,
independent of the actual measured path. Thus, for an upward-looking experiment from z, to z the optical
path and n in Eq. (1-22) are evaluated on the interval from z to infinity, although this path is not actually
traversed in the experiment.
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The surprising result from Eq. (1-22) can be better appreciated if one considers the physical basis of an
integrated path vertical pressure measurement. That is, the measured quantity is the pressure at altitude z,
which is determined from the hydrostatic equation by the total mass of the atmosphere above altitude z, i.e.,
from z to infinity. Thus, an integrated path measurement of pressure along any vertical path is equivalent
physically to a measurement of the mass above altitude z. The properties of the measured path enter
Eq. (1-22) through the S/N, which corresponds to the actual path.

The relative accuracy R of a vertical pressure measurement using an integrated path method, as compared
with a differential ranging method, may be evaluated by taking the ratio of Eq. (1-23) to Eq. (1-22). It
follows from Egs. (1-7) and (1-9) that

_kT 2 (1-24)

where the total absorption for each measurement is assumed to be equal at the trough appropriate to each
measurement. Equation (1-24) also includes the assumption that the S/N for the integrated path measurement
is higher by a factor of /2 than that for the differential ranging method, since only two signal returns are
required for the former method, whereas four are required for the latter. We note that the factor k7/Mg in Eq.
(1-24) is the pressure scale height of the atmosphere (~8 km). Thus, for a ground- or aircraft-based lidar
measurement with a typical resolution of 100 m, an integrated path measurement will have an accuracy more
than fifty times better than a corresponding differential ranging measurement. Further, as given by
Eq. (1-24), this result is essentially independent of the altitude of the pressure measurement.

Measurement Technique and Simulations

A measurement of pressure requires that the corresponding altitude be accurately determined, since pressure
varies at a rate of ~0.1% per 10 m in the lower troposphere. For a target with an impulse response and a laser
whose pulse length is small compared to the detection time, the expected error in determining the height of
a single measurement is one-quarter the width of the detection range gate. Laser systems with pulse lengths
of the order of 10 nsec and range-gated detection systems with 10-bit accuracy,
50 nsec/trange bins, and 2000 range bins are currently commercially available. These parameters correspond
to an error in height of 1.9 m or to a 0.02% error in pressure for measurements on a single range bin. For
measurements of the pressure profile, the results may be averaged both vertically for a number of range bins
and temporally for a number of pulses to reduce the effects of random photon fluctuations. We note that
averaging further reduces the error in the height determination.

There are a number of weakly absorbing regions which can be used as the reference frequency for the
pressure measurement. These include the region between 13168 and 13170 cm™, which is beyond the head
of the A band at 13165 cm'. This region is free of absorption lines and has a two-way optical depth through
the atmosphere of <0.05. Alternatively, the strongly absorbing pressure measurements at 13150.86 or
13153.8 cm™ could use the relatively weak trough absorption at 13152.5, 13155.4, or 13157.5 cm™! for the
reference frequency.

Figure 1-6 shows simulations of the error in ground-based upward-viewing measurements of the pressure
profile due to photon fluctuations on the return signal, which has both signal and background radiation
components and a 10-bit signal processing accuracy per resolution element. The results as calculated from
Eq. (1-22) are given for three different troughs in the 13150 cm! region for an integrated path experiment.
The return signals backscattered from the atmosphere were calculated from Eq. (1-1) using parameters similar
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to those of our system in 1982 (see Table 1-1). The contributions of daytime sky background radiation are
included in the analysis, although the effects are small compared with the relatively large backscattered lidar
signals. The analysis includes both Rayleigh and aerosol components (Elterman, 1968) in the atmospheric
backscatter. The transmission at each trough, the integrated absorption coefficient for the appropriate path,
and the coefficient of pressure sensitivity needed in Eq. (1-22) were calculated using a line-by-line multi-
laycr atmospheric program, as described in Chapter 2. As shown, the simulations indicate eight shots are
sufficient to obtain high accuracy pressure measurements for altitudes up to 4 km. This is a direct consequence
of Eq. (1-22). Accurate measurements at higher altitudes can be obtained by increasing the number of shots
which are averaged. However, the effects of residual temperature sensitivity and humidity will limit the
accuracy of the pressure measurements to 0.1%. The results obtained in Figure 1-6 using Eq. (1-22) were
also independently checked by direct numerical analysis. That is, the pressure profile in the atmospheric
model was varied by a small increment, and the resultant change in transmitted signal compared to the noise
level due to photon fluctuations and the effects of 10-bit signal processing errors.
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Figure 1-6. Simulated accuracy of pressure
profile measurements for a ground-based lidar
system using an integrated path technique.
Results are shown for a single shot measurement
at three trough locations in the 13150 cm! region
(see Table 1-1).

Figure 1-7 shows simulations of the error in the pressure profile and surface pressure due to photon fluctuations
for an integrated path measurement from the Space Shuttle at an altitude of 200 km. The analysis is similar
to that described for Figure 1-6, and the system parameters are given in Table 1-1. To reduce the effect of
solar radiation backscattered from the Earth’s surface (an albedo of 0.1) and from the atmosphere to a
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sufficiently low level, a receiver field of view of 0.3 mrad is used for the simulation in conjunction with a
0.2 cm spectral detection bandwidth. A piezoelectrically scanned Fabry-Perot etalon could be used to
perform the relatively narrowband spectral detection (NASA, 1979). Results are given for measurements
both of the pressure profile and surface pressure. For the pressure profile, a 175-shot average of the atmospheric
backscatter is used, which corresponds to a spatial resolution of 125 km at a laser repetition rate of 10 Hz.
The simulations of the pressure profile use 1 km vertical averaging. For surface pressure, a 35 shot average
of the backscatter from the surface (50 nsec range bins) is sufficient to provide good accuracy and corresponds
to 25 km spatial resolution. As shown, the trough at 13150.86 cm™! provides high accuracy measurement of
the pressure profile over the 1 to 6 km altitude range and also allows high accuracy measurement of surface
pressure to 0.1%. On the other hand, the trough at 13153.79 cm™ can be used to obtain high accuracy
measurements of the pressure profile, particularly above 3 km, while the trough at 13152.49 cm! yields the
highest accuracy measurements of surface pressure.
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Figure 1-7. Simulated accuracy of a Shuttle-based lidar
pressure experiment at 200 km for three tough locations in
the 13150 cm™ region. A 175 shot average (125 km
horizontal resolution) is used to determine the pressure
profile and a 35 shot average (25 km horizontal resolution)
is used for surface pressure (see Table 1-1).
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Table 1-1. System Parameters Used for Simulated Ground- and Shuttle-Based Pressure Profile (and Surface
Pressure) Measurements

Parameter Ground-based Shuttle-based (at 200 km)

On-line frequency (cm) 13150.86, 13152.49, 13150.86, 13152.49,
13153.79 13153.79

Reference frequency (cm'') 13168-13170, 13155.4,2 13168-13170, 13155.4,
13157.5° 13157.52

Pulse energy (J) 0.1 0.1

Spectral bandwidth (cm) 0.02 0.02

Repetition rate (Hz) 10 10

Spectral modes 3 3

Pulses averaged 8 175, 35°

Horizontal resolution (km) — 125, 25°

Vertical resolution (km) 0.1 1, 0.0075°

Telescope area (m?) 0.2 1

Receiver field of view (mrad) 1 0.3

Optical efficiency 0.5 0.5

Quantum efficiency 0.24 0.24

Detection bandwidth (cm™) 20 0.2

Digitization (bits) 10 10

Range gate (nsec) 50 50

* For use with on-line measurement frequencies of 13150.86 or 13153.79 cm’.
® Surfacc pressure measurcment.

The accuracy of lidar pressure profile and surface pressure measurements from a satellite will be only slightly -
affected by subvisible cirrus or other thin clouds, since the attenuation of the clouds is the same at both the
pressure sensitive and reference frequencies and thus is eliminated in the pressure determination. The presence
of a cloud in the lidar field of view will be apparent since the backscatter from the cloud greatly enhances the
signal in the corresponding range elements. For measurements in the presence of optically thick clouds, the
pressure profile could be measured above the cloud, and the cloud-top pressure height could be determined
using the signal reflected from the cloud. Simulations of the accuracy of cloud-top pressure hei ght
determinations from the Space Shuttle, for the trough at 13153.79 cm!, show the effects of random noise due
to photon fluctuation are <0.2% for altitudes from 0.5 to 8 km for a six shot average, a 50% cloud reflectance,
and the parameters of Table 1-1.

The integrated path technique for measuring the pressure profile and surface pressure [Eq. (1-9)] gives the
pressure at altitude z with a vertical resolution determined by the laser pulse length and the width of the range
gate at altitude z. For an atmosphere in hydrostatic equilibrium, the pressure profile information obtained
with the integrated path technique is essentially idenfical to that which could be obtained using a range-
resolved technique [Eq. (1-7)]. The ability to determine a profile from range-gated integrated path absorption
information is peculiar to the pressure measurement. As previously discussed, this allows the pressure
profile to be determined to much higher accuracy than could be obtained with a differential ranging
measurement. This is a critical feature in pressure measurements with an accuracy level of the order of a few
tenths of a percent.
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As shown in Eq. (1-22), the fractional error in the pressure measurement is inversely proportional to the
product of the coefficient of pressure sensitivity (equal to nearly 2), the two-way optical depth from space to
altitude z, and the S/N. For the trough at 13150.86 cm™ with a two-way optical depth from space to the
surface of 4, a 1% measurement of the relative transmission (i.e., a S/N of 100) yields a 0.125% measurement
of surface pressure, a 0.2% measurement of the pressure profile at an altitude of 2 km, and a 0.3% measurement
at 4 km. Thus, relatively large optical depths and a nonlinear relationship of the optical depth to the
measurement parameter can be used to significantly enhance the measurement accuracy. There is also
experimental evidence to indicate that measurements at this level of accuracy are feasible. We have previously
reported temperature measurements over a 1 km horizontal atmospheric path with an average noise level of
0.5% or 0.3 K (a S/N of 200) (Kalshoven, et al., 1981). We have also made horizontal path measurements of
pressure using the same system with similar S/N’s, which gave an average noise level in terms of pressure of
better than 1 mb (0.1%) (Kalshoven and Korb, 1982).

Other Error Sources

The effects of differential spectral backscatter between the pressure sensitive and reference frequency cause
errors in the measurement of the pressure profile (clear air backscatter), while the effects of differential
spectral reflectance cause errors in the measurement of surface pressure. The magnitude of these errors is
generally proportional to the spectral separation of the two measurement frequencies. We consider the case
of a 20 cm™ separation, which corresponds to a worst case analysis. In the case of reflection from terrestrial
targets, the maximum differential reflectance error in the A band region is 0.01% per wavenumber for a silt
loam target, as given by Grant (1982). This corresponds to a 0.2% error in transmission (dt/t) for a
20 cm! separation. For the 13150.86 cm™ trough with a two-way atmospheric optical depth of 4 and a
coefficient of pressure sensitivity 1 of 2, the error in surface pressure, as given by Eq. (1-22), is 0.125 times
the error in transmission or 0.025%. In the case of backscatter from the atmosphere, the error due to differential
spectral backscatter effects arises from two sources: the wavelength dependence of the aerosol backscatter
and the relative contribution of backscatter from aerosol and molecular components, which are not known
precisely. We note that the attenuation and scattering of aerosols are given by a smoothly changing function
of wavelength in the A band region, as given by Shettle and Fenn (1975). If first-order corrections are made
for these effects, the residual error in transmission is 0.07% for an error in the spectral dependence of the
aerosol backscatter of 12 and for a 20% error in the magnitude of the relative contributions of aerosol and
molecular backscatter. For a measurement of the pressure profile at an altitude of 5 km using the trough at
13150.86 cm’!, the corresponding error in pressure, from Eq. (1-22), is 0.035%.

The return signals backscattered from the atmosphere (or the Earth’s surface) at the pressure sensitive and
reference frequencies can be separated and detected with high efficiency with a single detector by introducing
a small time delay between the two outgoing laser pulses. A time delay introduces two different error
sources into the differential absorption measurement. In the case of measurements of the atmospheric pressure
profile, turbulence and advection cause the aerosol composition within a given volume element of the
atmosphere to change over relatively short time scales. We have calculated the separation time between the
two pulses (the advective time scale) as 0.5 msec for a 0.1% measurement of transmission (d1/1), using the
analysis given by Schotland (1974) for the following parameters: an upward viewing ground-based
measurement at an altitude of 2 km, a receiver field of view of 1 mrad, an aerosol velocity of 10 m/sec, and
a 20% variation in backscatter between adjacent atmospheric elements. The resultant error in the pressure
profile at 2 km altitude using the trough at 13150.86 cm™ is 0.02% [see Eq. (1-22)] for a single pulse
measurement. We also note that a time delay as short as 0.1 msec between the two measurement frequencies
is feasible, which would reduce the error in pressure to 0.004% (Schwemmer, et al., 1982).
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In the case of a downward viewing Shuttle-based experiment, the Shuttle motion during the time delay
between the pressure sensitive and reference pulses causes each laser beam to be backscattered from a slightly
different field of view. A 0.2 msec delay allows temporal separation of the two frequencies and corresponds
to a 2.5% change in field of view for the parameters of Table 1-1 and a Shuttle orbit. The resulting error in a
measurement of the pressure profile at 5 km altitude for the 13150.86 cm! line is 0.02% for a change in
backscatter for the differential change in field of view of AB/B =0.2 and a 175 pulse average. We assume that
the change in backscatter between different pulse pairs for the differential field of view is uncorrelated, as is
expected. In the case of a surface pressure measurement, the error is 0.05% for the 13150.86 cm line for a
change in surface reflectance for the differential field of view of Ap/p = 1.0 and a 35 pulse average.

Speckle affects the measurement of pressure, since the lidar signal returns are backscattered from the
atmosphere or from the Earth’s surface, which can be considered as rough targets. The speckle variance is
inversely proportional to the product of the number of independent spatial and temporal cells observed, the
number of laser spectral modes, and the number of pulses used for a measurement (Goodman, 1965). For
measurements at the relatively short wavelengths of the oxygen A band, the effects of speckle are small. For
upward looking pressure profile measurements (see Table 1-1) with 100 m vertical resolution, 3 laser spectral
modes, and an 8 pulse average, the total number of independent cells is >10%. For a downward viewing
measurement of the pressure profile with 1 km vertical resolution and a 175 pulse average or surface pressure
with a 35 pulse average, the number of independent cells is >10" or 3 x 107, respectively. For the trough at
13150.86 cm™, the corresponding error is <0.01% for an upward or downward viewing measurement of the
pressure profile at 5 km altitude, as well as for a measurement of surface pressure.

Table 1-2 gives a summary of the various error sources affecting the pressure measurement. As shown, shot
noise is generally the dominant error source for pressure measurements. For ground-based upward viewing
profile measurements and Shuttle-based surface pressure determinations, the effects of temperature, humidity,
and laser frequency stability are also important contributors to the total noise.
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Table 1-2. Summary of Error Sources for Pressure Profile and Surface Pressure Measurements Using the
Absorption Trough at 13150.86 cm™, a Reference Frequency at 13168 cm, and the System
Parameters of Table 1-1.

Pressure error (%)

Ground-based

Shuttle-based

Shuttle-based

Error source Specification (<5 km)* (<5 km)® surface pressure*
Shot noise Table 1-1 0.01-0.4 0.2-04 0.1
Temperature® 2K <0.1 <0.1 <0.1
Humidity® +30% of saturation value <0.1¢ <0.05 <0.1
Frequency stability  0.005 cm’! 0.07 0.07 0.07
(on-line)¢
Altitude 50 nsec range bins <0.01 <0.01 <0.01
Digitization 10 bit <0.02 <0.005 0.002
Differential spectral 20 cm'! 0.035 0.035 0.025
backscatter?
Temporal effects
Advection 0.2 msec <0.01 <0.01
Shuttle motion 0.2 msec 0.02 0.05
Speckle Table 1-1 <0.01 <0.01 <0.01
Total (rms) 0.16-0.43 0.24-0.42 0.2

*8 pulse average.

175 pulse average.

<35 pulsc average.

“On-linc lascr and pulsc averaging was not uscd.

+20% of saturation valuc for ground-bascd upward vicwing mcasurcment.

SUMMARY AND CONCLUSIONS

A two-wavelength differential absorption lidar technique for measuring the atmospheric pressure profile to
high accuracy has been described. A measurement in the distant wing of a line in the oxygen A band is used,
with a measurement at a nearby reference frequency to determine pressure. For a range-resolved or horizontal
path experiment, the average pressure of a layer is determined from the absorption coefficient, which is, to
first order, proportional to p®. The pressure profile may be determined with higher accuracy, however, using
an integrated path experiment, where the measured extinction is proportional to the difference in the squares
of the pressures at the end points of the measurement. In the former case, the approximate condition for
temperature desensitization of the pressure measurement is € = (n+2)kT, whereas in the latter case the
condition is € = (n+ 1)kT, where € is the ground state energy of the absorption line, and » is the exponent of
the temperature dependence of the collision broadened half-width. The formulation of integrated path pressure
measurements also includes a method for correcting for residual temperature effects.
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The properties of absorption troughs, regions of minimum absorption between pairs of strongly absorbed
oxygen lines, have been described, and the frequency dependence of the trough region was shown to be a
parabola in the vicinity of the trough. Use of a trough technique was shown to produce up to two orders of
magnitude in error reduction due to laser frequency stability effects. The problem of measurement with
finite laser bandwidth at a trough location was considered, and it was shown that the measured transmission
can be represented using an equivalent monochromatic frequency V,. For a rectangular bandpass,
V, =V, £Av/(2/3) , where v, is the trough frequency, and Av is the laser bandwidth. A finite bandwidth
measurement at a reference frequency with weak absorption can be represented by an equivalent
monochromatic measurement at the midpoint of the bandpass for a fairly general set of conditions.

Results of various simulations have been presented. We showed that weak isotopic lines occur in the vicinity
of the troughs, which shift the trough location and introduce a slight altitude dependence to the trough
frequency. The effect of a 2 K bias error in the temperature profile was investigated at three trough locations
and found to produce pressure errors of ~0.05%. Laser frequency jitter was also investigated, and a jitter of
10.01 cm was found to produce pressure errors <0.1%. We also found that water vapor affects the pressure
determination, and that residual errors, due to £30% uncertainties in the relative humidity, are <0.1% in the
boundary layer and <0.05% above 2 km.

Analysis of the sensitivity of an integrated path vertical pressure measurement from a laser to altitude z
shows that the measurement accuracy depends on the optical depth from infinity to z for any laser location.
We also found that an integrated path vertical pressure measurement is more accurate than a range-resolved
measurement by the ratio of the pressure scale height of the atmosphere to /2 times the thickness of the
range-resolved layer. For typical 100 m vertical resolution, this yields accuracy improvement by more than
a factor of 50 for an integrated path experiment. Simulations of the accuracy of integrated path ground-based
pressure profile measurements using realistic parameters show that high accuracy can be achieved for an 8-
shot average. Simulations of the accuracy of Shuttle-based experiments showed that the surface pressure can
be measured to 0.2% accuracy with 25 km spatial resolution, and the pressure profile can be obtained to 0.3%
accuracy with spatial resolution of 125 km.

We conclude that an integrated vertical path technique significantly increases the accuracy of lidar atmospheric
pressure measurements, and also that an absorption trough technique can be used to greatly decrease the
sensitivity of the experiment to the effects of laser frequency instability. These techniques allow measurements
of the pressure profile and surface pressure to be made with high accuracy.
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CHAPTER 2 THEORY OF LIDAR TEMPERATURE MEASUREMENTS

INTRODUCTION

This chapter describes the theory of a two-wavelength lidar technique with differential ranging for measuring
the atmospheric temperature profile from both ground- and satellite-based platforms. Temperature is one of
the basic atmospheric parameters, and global measurements are required in essentially all weather and climate
prediction models. An extensive radiosonde network has been established to meet this need. Measurements
are sparse, however, over ocean areas and in the Southern Hemisphere. Passive temperature sounding
techniques have been used from satellite-based platforms to provide information in these data sparse regions.
The vertical resolution of current sounders, the full width of the weighting functions at half-height, is limited
to 5 to 10 km with consequential limitations in temperature accuracy to ~2 K (Kaplan, et al., 1977; Atlas and
Korb, 1981). Significant improvements in both vertical resolution and accuracy, of the order of 2 km and
1 K, are required to meet the needs of improved forecasting techniques (WMO-ICSU, 1973).

A number of lidar techniques have been investigated to obtain improved measurements of temperature. The
method we will describe is a two-wavelength differential absorption lidar technique for measuring the vertical
temperature profile. With this technique, a high J line in the oxygen A band is used with an associated
reference measurement, as was first outlined by Korb and Weng (1979). Horizontal path versions of this
technique, using scattering from fixed targets, have been successfully applied to path-averaged temperature
measurements using the oxygen A band with 1 km paths (Kalshoven, et al., 1981); a similar experiment was
performed by Murray, et al. (1980) using the 10.6 pm CO, region with 5 km paths. The extension of the
latter work to vertical profile measurements would, however, be limited by the weak CO, absorption in the
10.6 pum region, which requires the use of very large range gates, as well as by the weak backscatter and
wavelength-dependent aerosol absorption at these long wavelengths (Petheram, 1981). Mason (1975)
described a three-wavelength differential absorption lidar technique for measuring temperature, using two
resonant absorption lines of oxygen and an off-line reference. Simulations of the performance of this method
by Schwemmer and Wilkerson (1979) show that the accuracy of this approach is extremely limited for
satellite remote sensing. Horizontal path-averaged temperature measurements with a fixed target have been
reported using a variation of this three-wavelength technique in the 1.9 um water vapor band (Endemann and
Byer, 1980). The highly non-uniform mixing and large vertical gradient of water vapor in the atmosphere
would, however, limit the accuracy and altitude range of temperature profile measurements using a water
vapor based technique. Measurements using the Raman scattering technique for remote temperature
measurements in the lower troposphere have also been reported (Gill, et al., 1979). The low value of the
Raman scattering cross section limits the extension of these measurements to the low signal cases associated
with high altitude aircraft or satellite experiments.

The two-wavelength lidar technique, which we will describe, is experimentally simpler than the three-
wavelength technique, since it requires only one, rather than two, frequencies to be precisely positioned
about the center of an absorption line. Even more importantly, the conditions for a highly temperature
sensitive measurement can be easily met with the two-wavelength technique using a single temperature
sensitive line with adequate absorption. On the other hand, the three-wavelength method requires that two
absorption lines of the same species be found with nearly identical absorption intensities, but with low and
high values of ground state quantum energy. These latter conditions cannot be satisfied for most molecules,
since absorption depends strongly on ground state energy. As a result, the two-wavelength technique has
greater sensitivity by up to an order of magnitude compared to the three-wavelength technique, as we will
show. The analysis for the two-wavelength technique presented here is more complex than that given for the
three-wavelength method. This complexity arises from explicit accounting for the temperature and pressure
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dependence of absorption by lines with a generalized Voigt line profile. Previous analyses of the three-
wavelength technique have generally been limited to the case of a purely collision broadened line profile
which simplifies the analysis, but provides only a first-order result.

In this work, oxygen is used for measurement, since it is uniformly mixed in the atmosphere and, thus, the
mixing ratio does not have to be measured independently. Also, the A band region from 0.76 to 0.77 um has
lines of appropriate strength and energy with minimal interference from other species and is easily accessible
by tunable lasers.

A detailed presentation of the two-wavelength technique for high accuracy measurements of the vertical
temperature profile follows. The next section considers the case of lines broadened by combined collision
and Doppler effects near line center and includes corrections for the effects of pressure and humidity. The
following section extends this analysis to the case of broadband laser emission encountered in actual
experiments and gives a generalized method for determining the temperature profile. Various simulation
results are then presented for the case of broadband laser emission.

THEORY

For a lidar with a coincident transmitter and receiver operating at a single frequency v with pulse energy EY,
the energy received from an element of the atmosphere at range R with thickness AR can be derived from
Collis (1969) as

R
E,(R)= EOAQBV(R)(%)P«XP —2J[a(v) + K(v)[x , (2-1)
0

where A is the area of the lidar receiver, Q is the optical efficiency of the system, B (R) is the sum of the
aerosol and Rayleigh backscatter coefficients of the atmosphere per unit solid angle per unit length, o(Vv) is
the attenuation coefficient of the atmosphere due to scattering and continuum absorption effects, and K(v) is
the absorption coefficient of the atmosphere due to resonant absorption. Equation (2-1) is valid for
monochromatic laser emission and elastic scattering and for lidar pulse lengths cAr << AR.

A two-frequency differential absorption technique is used for the lidar temperature measurement. One
frequency is selected about the center of a temperature-sensitive line in the oxygen A band. A second nearby
frequency having minimal resonant absorption, but with nearly identical total attenuation due to scattering
and continuum absorption processes, is used as the reference. Shettle and Fenn (1975) have shown that the
aerosol absorption and scattering are smoothly varying functions of wavelength in the A band region, and the
above condition is well satisfied. We note that this condition is generally not well satisfied in the 10 pm
region, as discussed by Petheram (1981). The ratio of the signal returns from range R at the on-line and
reference frequencies eliminates the scattering and absorption properties of the atmosphere, other than those
associated with the resonant absorption effect to be studied. That is,

R
%% _ g’;exp 2 [K(v)) - K(v,)x , 2-2)
r r 0

where the subscripts / and r refer to the on-line and reference frequency measurements, respectively, and
K(v) - K(v)) is the differential absorption coefficient due to resonant absorption. For measurements in the
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low frequency branch of the oxygen A band, the separation between the on-line and reference frequencies
may be chosen to be of the order of 1.0 to 1.5 cm™. The ratio of the resonant absorption coefficient at the
reference frequency to that at the on-line frequency is then <103. Thus, the differential absorption may be
approximated by the absorption at v, with good accuracy.

The logarithm of the ratio of two successive measurements of the signal ratio in Eq. (2-2) for the ranges R
and R+AR then yields the average value of the differential absorption coefficient X as (Schotland, 1974)

z_ 1 E/(R)/E,(R)
K= oar g"[ E/(R +IAR)/E,(R T AR)]' (2-3)

Equation (2-3) is valid for elastic scattering provided that the atmospheric backscatter is uniform and the
absorption is linear over the width of a range gate. A method of analysis for finding K for the case of
nonhomogeneous scattering and nonlinear absorption has been reported (Korb and Weng, 1980). Equation
(2-3) is also limited to the use of a monochromatic laser at the on-line frequency. The next section of this
chapter considers a more generalized formulation of this problem for the case of broadband laser emission.

The absorption coefficient K(v) of a gas species in the atmosphere at frequency v is given as
K(v)=gnS(T)f(v-vo), (2-4)

where ¢ is the molecular mixing ratio of the species, n is the number density at pressure p and temperature

T, S(T) is the line strength, and f{v - v,) is the line shape at frequency v for a line centered at v,. Oxygenis
uniformly mixed in the atmosphere except for small variations introduced by atmospheric water vapor. This
may be accounted for as

a=q(1-9"), (2-5)

where g, is the molecular mixing ratio of O, in the dry atmosphere (0.2095) and g is the molecular mixing
ratio of water vapor. The effects of water vapor will be considered later in this section. The temperature
dependence of the line strength is given as the ratio of the Boltzmann factor to the rotational partition function.
For linear molecules such as oxygen, the partition function is directly proportional to temperature and, thus,

st Bl 211

where € is the ground state energy of the transition including rotational and vibrational terms, k is Boltzmann’s
constant, and T, is standard temperature.

For atmospheric measurements in the oxygen A band, the effects of both collision and Doppler broadening
contribute significantly to the line shape. The line shape is given by the Voigt profile, which is a convolution
of independent Lorentz and Doppler profiles, as (Penner and Kavanagh, 1953)

oo

oy fa T exp(=y?)dy
f(v—-vo)= 11: _J;a2+(§—y)2-’

2-7)
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where b_is the collision broadened line half-width, and b, is the Doppler broadened line half-width. Thesé
are defined as
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where M| is the mass of the oxygen molecule, c is the velocity of light, p, is standard pressure, and b9 is the
collision broadened line half-width at standard temperature and pressure (STP). From kinetic theory, the
exponent m of the temperature dependence of the collision broadened half-width is predicted to be one-half.
For real molecules, however, m can vary over a significant range.

A general form for the absorption coefficient is obtained from Egs. (2-4) to (2-6) as

K(v)= qu(l -4 )(%) exp(—%) f(v-vp), (2-9)

with

C= (%)S(To)expLé}

where the line profile depends on both temperature and pressure. We note that at line center, for the limiting
case of very high pressure, the line profile is given as £(0) = p,/[7h? (T)p] (Penner, 1959), and the absorption
coefficient is independent of pressure. In the case of very low pressure, the line profile is given as f(0) = f*,
and the absorption coefficient is directly proportional to pressure. Thus, for the case of high or low pressure,
lidar measurements of differential absorption determine either the mixing ratio or species density which can
be found directly from Eq. (2-9), if the temperature is known. Alternatively, if the mixing ratio is known a
priori, as in the case of oxygen, and if the pressure can be estimated, then Eq. (2-9) can be used to determine
the temperature.
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Given the absorption coefficient X for a monochromatic measurement at line center, the temperature may
be found from Eq. (2-9) using graphical or iterative methods. For a laser with a uniform bandpass and a
sufficiently narrow spectral bandwidth Av which is centered on an atmospheric absorption line at v, with a
Voigt line profile, it can be shown (Korb and Weng, 1982), that the absorption coefficient can be approximated
by that at a monochromatic frequency

Av
24/3°

For laser spectral bandwidths <0.01 cm, the accuracy of this approximation is better than 0.3%. We note
that in the Doppler limit, this corresponds to a ratio of laser linewidth to Doppler half-width as large as 0.7.
An iterative solution for the temperature is then found from Eq. (2-9) as

V.=Vt

elk
e en[Cafi(v. — Vo)~ ¢n[KT21 p|’ (2-10)

where T, is the iterated temperature value calculated from 7, and the Voigt line shape f, is an implicit
function of the temperature T,. For highly temperature sensitive lines as are considered here, Eq. (2-10)
converges very rapidly. For an initial temperature estimate of 200 K, seven iterations are sufficient for an
accuracy of 0.01 K at line center.

In order to analyze the dependence of the absorption coefficient on temperature and pressure, we consider
the form of the absorption coefficient at line center. For this case, the Voigt profile is given as (Penner, 1959)

oo

f(0)=2fr"12 exp(az)J'exp(—y2 )dy. 2-11)

a

The dependence of the absorption coefficient on temperature may be determined from its derivative with
respect to temperature, where the absorption coefficient and Voigt line profile are given by Egs. (2-9) and
(2-11), respectively. The result is

1

a(m+—)
M{i 5 2(m+l)+ 2 d7T, 2-12)
exp(az).[exp(—yz)dy

a

Detailed measurements of the temperature dependence of the collision broadened line half-width have not
been reported for oxygen. Preliminary measurements for the *P27 line,! however, give a value of 0.7 (Korb,
et al., 1980). For the kinetic theory case of m = 0.5, the limiting forms of Eq. (2-12) are found by series
expansion of Eq. (2-12) as

! The oxygen A band has four branches. The notation PP27 refers to the P branch transition, AJ = -1, from the ground quantum state with total angular quantum
number J =27, and the P superscript refers to the change in rotational quantum number, AK =-1 (Miller, et al., 1969).
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We note that the limiting forms given above agree with those independently derived from Eq. (2-9) for the
Doppler and Lorentz line profiles. From Eq. (2-13), it is seen that measurements of absorption will be highly
temperature sensitive for transitions for which €/(kT) is large. This will occur for ground state transitions
with large values of the total angular quantum number J, since € = BJ(J+1), where B is the rotational
constant. It will also occurin hot band transitions which originate from excited vibrational states. In the case
of absorption by the oxygen A band, the *P29 line at 12999.95 cm™ with J = 29 and the PP27 line at
13010.81 cm™ with J = 27 have good absorption for measurement in the atmosphere. The values of e/(kT)
are 6.57 and 5.71, respectively, for these lines (Burch and Gryvnak, 1969). For the P29 line, it follows from
Eq. (2-13) that a 1% change in temperature at T, will cause a 4 to 5% change in the measured absorption
coefficient. The conditions for which a measurement of concentration can be made temperature insensitive
can be found from Eq. (2-12). This, for example, would apply to the measurement of the concentration of
various species such as water vapor or carbon dioxide. For the Lorentz case given by Eq. (2-13), the value of
€ which allows for a temperature insensitive measurement of the mixing ratio is (3/2)kT.

For a measurement made using the Voigt line profile, the absorption is pressure dependent even at line
center. This dependence must be analyzed and taken into account in order to obtain an accurate determination
of temperature. The sensitivity of the absorption coefficient to pressure changes may be evaluated from
Eqgs. (2-9) and (2-11). The result is

0 14242 - @ _
K(vo) : @14

Series expansion shows that the bracketed term in Eq. (2-14) has a value of unity for the Doppler profile
(a =0) and a value of zero for the Lorentz profile (a = ), as expected. Evaluation of the bracketed term in
Eq. (2-14) for oxygen at sea level and at a height of 5 km yields values of 0.1 and 0.3, respectively.

At sea level, the atmospheric pressure is known to an accuracy of the order of 1% from climatic information.
It follows from Eq. (2-14) that the fractional error in absorption coefficient due to this error source is only
0.1%, which corresponds to a temperature error of 0.06 K for the *P29 line of oxygen. The uncertainty in the
pressure data increases rapidly with increasing altitude, and is of the order of 10% at 10 km, which corresponds
to a temperature error of several kelvin.

The magnitude of the errors introduced by the pressure dependence of the absorption coefficient can be
greatly reduced using measured temperature profile information. From the hydrostatic equation and the
ideal gas law, it follows that the pressure at height Z_ is related to the pressure at height Z by

p(Z,~+1)=p(Zf-)exp[—(%&][%ﬂ, (2-15)

26



where M is the average mass of air molecules, AZ‘.is the thickness of the layer, T, is the temperature of the
layer as derived from the lidar measurement, and g.is the acceleration due to gravity for that layer. It follows
that, if Eq. (2-15) is used to construct the pressure profile from the temperature profile, the fractional error in
the pressure at height Z is given as

-yl

i=1

where Ap, is the error in pressure at a reference level at height Z, and AT is the error in the lidar temperature
measurement for layers in the region Z to Z The derivation of Eq. (2-16) assumes the temperature errors are
randomly distributed. The error buildup in pressure, as given by the second term of Eq. (2-16), is only 0.18%
at 10 km altitude for a lidar temperature accuracy of 1 K and a resolution AZ of 2 km. Thus, for a ground-
based experiment for which the surface pressure is measured to an accuracy of 0.1%, the total pressure error
at 10 km would be <0.3%. On the other hand, for an aircraft or satellite measurement for which the estimated
surface pressure is known to only 1% accuracy, the total pressure error will remain essentially constant (near
1%) with altitude. As will be shown in the next section, the temperature error corresponding to a 1% pressure
error is <0.3 K. Thus, the effects of pressure uncertainties can be greatly reduced by a one-step iteration
procedure using Eq. (2-15).

The only effect of humidity on the temperature determination is to change the mixing ratio of oxygen in the
atmosphere, as given by Eq. (2-5). We have calculated the effect on temperature due to an error in the
assumed water vapor content of the atmosphere of +30% of its saturation value. This, for example, would
correspond to actual values of humidity of 20% or 80% of their saturation values versus an assumed value of
50%. Results show a temperature error of 0.3 K for measurements in the boundary layer with a mean
temperature of 290 K, and errors < 0.1 K for altitudes > 2.5 km with temperatures <270 K. We note that the
saturation water vapor content of the boundary layer at 290 K is nearly 2% of the atmospheric composition
of this layer by volume.

ANALYSIS AND SIMULATION

In order to conduct high accuracy lidar temperature experiments, procedures for evaluating and correcting
for the effects of systematic error sources are required. In this section, we will consider the effects of
broadband laser emission, laser frequency shifts, and the effects of uncertainties in atmospheric pressure.
Procedures to reduce errors from these sources will be developed. The accuracy of simulated ground-based
and Shuttle-based experiments will also be evaluated for realistic system parameters.

Finite Bandwidth

Errors in the lidar measurement of differential absorption due to finite laser bandwidth effects were investigated
by Cahen and Megie (1981). They evaluated the errors which would result from measurements made in low
pressure atmospheres where the Doppler line shape pertains. They did not, however, consider the possibility
that data could be corrected for the effects of finite bandwidth. In this section, we will develop a solution to
this problem for generalized line shape.

For the case of finite spectral bandwidth, the transmission of the atmosphere t(ZO,Z) along the two-way
vertical path from the laser at heights Z to Z is given as
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YZ,2) =2 vjz , 2-17)
h(v)dv

Vi

where A(V) is the laser spectral line shape which has finite contribution between v, and v, We assume that
h(v) is uniform on this interval and the numerical integration is performed with a spectral spacing of
10 cm!. The absorption coefficient for each layer K(v,7) is calculated from Eq. (2-9), where the Voigt
profile (2-7) is evaluated using numerical techniques (Armstrong, 1967). The absorption parameters for
oxygen are taken from Burch and Gryvnak (1969) and Miller, et al. (1969). The atmospheric model used for
evaluation of Eq. (2-17) is a multi-layer one-dimensional model with up to 50 homogeneous layers. The
layer thickness is chosen as one-half the vertical resolution of the lidar experiment.

We now describe a general method for determining temperature for a lidar differential absorption experiment
with finite bandwidth. For this case, the parameter which can be determined from the ratio of the four
backscattered lidar signals is K, , as opposed to the absorption coefficient X of Eq. (2-3), which was previously
found for a single frequency experiment. Since the ratio of the normalized lidar signal returns at the on-line
and reference frequencies is the atmospheric transmission as given in Eq. (2-17), it follows from Eq. (2-3)
that the observed absorption coefficient for the atmospheric layer from Z to Z, is

1? — 05 fﬂ[r(zo, Zz )/T(ZO, Z1 )]
" |z, -z}

, (2-18)

where the resonant absorption at the reference frequency is assumed to be negligible compared to that at the
on-line frequency. K, depends primarily on a spectrally weighted value of the transmission of the particular
layer in question, i.e., from Z to Z,. As a result of the finite bandwidth, however, K,, also has a residual
dependence on the transmission properties of the intervening layers between the laser and the measured
layer, i.e., from Z,to Z,.

The problem may be solved as follows. Figure 2-1 shows the variation of absorption coefficient with
temperature for the P29 line of oxygen. The absorption coefficient for each layer was calculated from Eqs.
(2-17) and (2-18) using an estimated atmospheric temperature profile to account for the effects of the
intervening layers between the laser and the measured layer. These results are for a two-way path satellite-
based experiment with 2 km resolution and a bandwidth of 0.02 cm!. We note that the values of absorption
coefficient calculated for this 0.02 cm™ bandwidth are as much as 10% smaller than the values at line center.
Since the absorption coefficient and the height are experimentally measured quantities, the temperature
corresponding to a given measurement can be read directly from Figure 2-1. This solution for the temperature
profile is, however, only correct to first order, since an assumed temperature profile was used to account for
the effects of the intervening layers. This first-order solution provides a good estimate of the temperature
profile and can be used to recalculate the curves of Figure 2-1 with subsequent redetermination of the
temperature profile. In practice, only a small portion of the curve for each altitude needs to be recalculated
for each iteration. This iteration procedure is repeated until convergence is obtained.
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Figure 2-1. The dependence of the absorption
coefficient at various altitudes on temperature for a
satellite-based lidar measurement using the *P29 line
of oxygen with a 0.02 cm’ laser spectral bandwidth.

For the assumed 0.02 cm! laser bandwidth, the effect of the intervening layers produces maximum errors of
only 0.3 K. For an experimental measurement accuracy of 1 K, a one-step iteration procedure is sufficient to
reduce this error source below the 0.01 K level. However, the effects of finite laser bandwidth increase
rapidly with increasing bandwidth, since a larger portion of the atmospheric line profile is observed. For a
laser bandwidth of 0.04 cm’, the values of absorption coefficient are as much as 50% smaller than the line
center values, and the intervening layers produce errors as large as 1.5 K. The iteration procedure outlined
above would reduce this error to < 0.05 K. A detailed treatment of the general method for treating the finite
bandwidth problem will be given in Chapter 3.

Effects of Pressure, Frequency Stability, and Temperature Dependence

The pressure profile may be constructed from the temperature profile using a reference pressure level and
Eq. (2-15) with resultant errors in the pressure profile of ~1%, as discussed in the previous section. The
effect on temperature of a 1% uncertainty in pressure was calculated from Egs. (2-17) and (2-18) using a
variational analysis technique. Itis given in Figure 2-2 as a function of laser bandwidth for various atmospheric
layers. As shown, the error increases with increasing altitude and bandwidth. For bandwidths <0.025 cm’!,
the temperature error is <0.3 K. Thus, if pressure is derived from the lidar temperature measurement and
used to redetermine temperature in an iterative manner, the effects of pressure on temperature determination
can be reduced to the range of 0.05 to 0.3 K.
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Figure 2-2. The temperature error for various atmospheric
layers due to a 1% uncertainty in the atmospheric pressure
profile as a function of laser spectral bandwidth for a
satellite-based lidar measurement of the "P29 line of oxygen.

A primary source of error in a differential absorption lidar experiment is the laser frequency stability. Figure
2-3 shows the error in temperature measurement for the PP29 line of oxygen as a function of the laser frequency
shift for a downward-looking experiment with a bandwidth of 0.02 cm™'. As shown, the temperature error is
astrong function of laser frequency stability. A stability of the order of 0.005 cm™ is required to obtain errors
of the order of 1 K on a per pulse basis. If the laser jitter were random, these errors could be reduced by
averaging a suitable number of pulse returns. For non-random laser frequency shifts, the errors can be
greatly reduced by monitoring the laser frequency on a per pulse basis and applying corrections to the data.
We have also found that the results given in Figure 2-3 change relatively little for lidar bandwidths in the
range of 0 to 0.05 cm’, and are relatively insensitive to the lidar vertical resolution and viewing direction.

The accuracy of the temperature measurement is directly related to the coefficient of temperature dependence

_dK /K,
©dTT

k4

where K, is defined by Eq. (2-18). Figure 2-4 shows 1 for the *P29 line of oxygen for a satellite-based
experiment with a 0.02 cm! bandwidth. Lorentz and Doppler limits [see Eq. (2-13)] are also given for
comparison. The temperature dependence of the absorption coefficient, as given, varies from ~T*to T over
the range of atmospheric temperatures. As shown in Figure 2-4, the temperature error is inversely
proportional to 1.
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laser frequency shift for a single pulse of the P29 line of oxygen with a 0.02 cm™ spectral
satellite-based lidar measurement of the bandwidth. Limiting cases of Lorentz and Doppler
PP29 line of oxygen with a 0.02 cm’! line profiles are also shown.
spectral bandwidth.

Analysis of Measurement Capability

The sensitivity of this technique has been evaluated for simulated ground- and Shuttle-based experiments.
The relationship between the temperature error and the experimental parameters for a finite bandwidth
experiment can be found by taking the derivative of Eq. (2-18) with respect to temperature over the incremental
measurement layer from Z to Z,. From the definition of 1 given on the previous page, the result is

e T
~ (2nK,AZ)(SIN)’ (2-19)

where (S/N) is the composite signal-to-noise ratio for the four signals needed to define a measurement for a
single layer and 2K, AZ is the optical depth of the layer. Thus, the coefficient of temperature dependence 1
and the optical depth of the measured layer have the same relationship to the temperature error as the signal-
to-noise ratio. The lidar parameters used for analysis are for state-of-the-art systems (see Table 2-1). The
atmospheric backscatter coefficient used for the simulations included both Rayleigh and aerosol components.
The aerosol model used was that given by Elterman (1968).
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Table 2-1. System parameters used for simulated ground- and Shuttle-based temperature measurements.

Parameter Ground-based Shuttle-based at 200 km
A band line P27 PP29, PP27
Frequency (cm™) 13010.81 12999.95, 13010.81
Pulse energy (J) 0.1 0.1

Spectral bandwidth (cm*) 0.02 0.02

Repetition rate (Hz) 10 10

Pulses averaged 150 350

Horizontal resolution (km) — 250

Vertical resolution (km) 0.1-0.5 2

Telescope area (m?) 1 1

Receiver field of view (mrad) 0.3 0.3

Optical efficiency (%) 0.5 0.5

Quantum efficiency (%) 0.24 0.24

Detection bandwidth (cm™) 20 20

Figure 2-5 gives the results for a ground-based system using the PP27 line of oxygen at 13010.81 cm™. The
noise sources considered were those due to photon statistics, daytime background levels, and a 1% signal
processing error for each layer. The results shown are for a 150 shot average, which corresponds to a
measurement time of ~15 sec. The effects of signal processing are dominant at short ranges. For large
ranges, the temperature error, which is primarily due to photon noise, varies as (AR)>?, where AR is the lidar
vertical resolution. As shown, accuracies generally better than 1 K can be obtained with 200 and 500 m
vertical resolution. It should be noted that the measurement accuracy can be improved for altitudes >4 km
using the weaker absorption associated with the P29 oxygen line.

The results for a Shuttle-based system at an altitude of 200 km are shown in Figure 2-6. The parameters are
similar to those used for the ground-based system, with the exception of the lines used for measurement and
the lidar vertical resolution (see Table 2-1). For measurements in the troposphere, the PP29 line of oxygen is
used with a 2 km vertical resolution, while for measurements extending into the lower stratosphere, the PP27
line of oxygen is shown with both 2 and 3 km vertical resolution. The results are given for a 350 shot
average, which corresponds to a 250 km horizontal resolution at a laser pulse repetition rate of 10 Hz. The
results for the lower troposphere show accuracies approaching 0.4 K. We note that the boundary layer
measurement uses a combination of surface reflection and atmospheric backscatter, which gives improved
accuracy. The results for the PP27 line show accuracies of ~1 K over the altitude range from 5 to 16 km. The
loss in accuracy at the low altitude portion of this curve results from the loss in return signal due to very
strong absorption. The increase in the measurement error at the high altitude end of each curve results from
weak absorption in the respective range elements. The effects of signal processing errors are negligible for
these downward-looking Shuttle measurements.
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Figure 2-5. Simulated accuracy for a ground-
based lidar system with a vertical resolution of
100, 200, and 500 m as a function of altitude
for the *P27 line of oxygen at 13010.81 cm’!
with a 0.02 cm! spectral bandwidth. Solid lines
show errors due to photon statistics and
daytime background level, while dashed lines
also include effects of 1% signal processing
errors. Results are shown for a laser energy of
0.1 J per shot, a 1 m? telescope, efficiency of
0.12, and a 150 shot average.

An estimate of the sensitivity of the two-wavelength technique versus the three-wavelength technique can be
obtained by a comparison of the results obtained here with those given by Schwemmer and Wilkerson (1979).
For the case of Shuttle measurements in the troposphere, our results show more than an order of magnitude
increased accuracy for the same measurement conditions. We believe the higher accuracy associated with
the two-wavelength technique results from two factors. First is the ability to select a much more highly
temperature sensitive line for the measurement, the J = 29 line in our work versus the J =1, 17 line pair in
Schwemmer and Wilkerson (1979). The second factor is the ability to optimize the absorption for any given
altitude range by selecting slightly different values of J. For the three-wavelength technique, the choice of
the high J line is constrained by the need to approximately match the absorption of the high J line to that of
the low J line. This limits the temperature sensitivity coefficient 1y and thus the accuracy [see Eq. (2-19)].
The amount of absorption is then dictated by that of the low J line and may be far from optimum.
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SUMMARY

A two-wavelength differential absorption lidar technique for measuring the atmospheric temperature profile
to high accuracy has been described. A high J line in the oxygen A band is used with a nearby reference
measurement to obtain a sensitive temperature determination. The theory of differential absorption lidar
measurements for lines with Voigt profile has been given for the general case of absorption by linear molecules.
It can be easily adapted for a nonlinear molecule by using the appropriate temperature dependence of the
partition function for that molecule. An iteration procedure for calculating the temperature has been given
for the case of narrow laser bandwidths assuming elastic scattering. For bandwidths <0.01 cm', the accuracy
is better than 0.2 K from ground level to 20 km.

General expressions for the temperature and pressure dependence of lines with Voigt profile have been
formulated at line center. The expressions for the temperature dependence can be used both to find and
describe temperature sensitive lines, and to determine the conditions for a temperature-insensitive measurement
of species mixing ratio. Uncertainties in atmospheric pressure were shown to affect the accuracy of lidar
differential absorption measurements. In order to correct for these effects, an iteration procedure using the
measured temperature profile to determine the pressure was described. We also found that moisture affects
the temperature determination, and that residual errors from this effect are of the order of 0.3 K in the
boundary layer and <0.1 K above 2.5 km.

The theory of the differential absorption technique with differential ranging for elastic scattering and
monochromatic lidar measurements has been briefly reviewed. A procedure for extending this technique to
include the effects of finite laser bandwidth was described. It was shown that the combined effects of
spectral averaging and of intervening layers are separable to good accuracy, with residual errors <0.05 K for
bandwidths as large as 0.04 cm™!.

The effects of pressure errors were obtained from numerical simulations as a function of laser bandwidth.
The expected residual errors from this source are typically from 0.05 to 0.3 K. Studies show that laser
frequency stability is a critical parameter for differential absorption lidar measurements and that either stability
or knowledge of the laser frequency is needed to within 0.005 cm™! accuracy to obtain temperature accuracy
of 1 K for a single pulse measurement. The sensitivity of the technique has been evaluated for both ground-
and Shuttle-based measurements using typical system parameters. The results show that accuracies are
generally better than 1 K.

Current theoretical areas of investigation include the effects of non-homogeneous media and nonelastic
scattering processes. Both of these effects are important for high accuracy measurements of differential
absorption. A discussion of the formalism for treating non-homogeneous effects and a general method of
solution has been given (Korb and Weng, 1980). The problem of nonelastic scattering in differential absorption
measurements requires further investigation.
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CHAPTER 3 EFFECTIVE FREQUENCY TECHNIQUE

INTRODUCTION

The effects of finite bandwidth distort a spectral measurement by broadening the line and decreasing the
apparent absorption at line center. This can produce large errors in the measured spectrum (Kostkowski and
Bass, 1956). For laboratory measurements, deconvolution techniques may be used to recover the true spectrum
(Jansson, 1970). The analysis of range resolved lidar measurements of differential absorption in the atmosphere
is more complex, since the spectral line shape changes with altitude, and the intervening atmosphere affects
the measured differential absorption at the end point of the measurement (Cahen and Megie, 1981). A
method of solving for the differential absorption has been briefly discussed using a complex iteration procedure
(Chapter 2; Korb and Weng, 1982).

In this chapter, we will describe a fundamentally new approach to analyze the problem of instrumental
distortion. We will show that an equivalent monochromatic frequency may be used to represent the effects
of finite bandwidth. In the vicinity of line center, the equivalent frequency can be expressed by a simple
analytical form that depends on the characteristics of the instrumental distortion function rather than the
nature of the spectral line profile and the particular characteristics of the path being used. The technique is
applicable to radiative transfer calculations as well as to a large class of active and passive spectroscopic
experiments in both the laboratory and the atmosphere. An equivalent frequency not only greatly simplifies
the computation of finite bandwidth effects for forward problems in radiative transfer but also allows the
inverse problem of the remote measurement of species concentration and atmospheric properties to be solved
using simplified monochromatic methods.

An integrated form of the mean value theorem provides the theoretical basis for this technique. It can be
shown for a finite bandwidth measurement that an equivalent frequency exists at some point within the
instrumental bandwidth if the instrumental line profile is a continuous function and does not change sign
(Buck and Buck, 1965). However, the location of the equivalent frequency is not defined. In this chapter, we
present general methods for calculating the equivalent frequency and show that the results are applicable to
the whole range of spectroscopic and atmospheric line profiles.

THEORY

For the case of finite bandwidth, the transmission of the atmosphere is related to the absorption coefficient
K(v.x), the absorption per unit path, as (Chapter 2)

oo R
7,(0,R) = jh(v)exp{—2 | K(v,x)dx}dv, (3-1)
0

—o0

where the integral of the instrumental line shape A(v) is normalized to have unit value. In the vicinity of an
absorption line centered at v, the absorption coefficient may be expanded as

K(v,x)=a)(x)— ay(x}v-vq )2 + O[(v -Vy )4], (3-2)
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where we explicitly allow for a dependence of the absorption coefficient on distance as, for example, would
be encountered in the atmosphere. The quadratic expression of Eq. (3-2) is valid, in general, since a Taylor’s
series expansion of any function about a maximum or minimum yields an equation of this functional form,
whereas a’K/dvlvO = 0, and the linear term in the expansion is zero. Equation (3-2) provides a good
approximation to the absorption coefficient for bandwidths that are small compared to the absorption line
width. For a collision-broadened or Doppler profile, Eq. (3-2) gives the absorption coefficient to accuracies
better than 1% for distances up to 0.3 half-widths from the line center. Since Eq. (3-2) is general, it can be
used to represent the absorption coefficient near line center for the Voigt line profile, or even for a complex
line shape such as results from integrating Voigt profiles over an atmospheric path with varying pressure and
temperature. Equation (3-2) can also be used to represent the absorption in trough regions of minimum
absorption between two absorption lines (Chapter 1).

To evaluate the transmission for a measurement centered on an absorption line, an explicit form for the
observational line shape is required. We consider first the case of a Gaussian profile,

0= 2(2) el - 2]} 6

“Aavi T Av/2

It follows from Egs. (3-1), (3-2), and (3-3) that the transmission is given as

b R oo 5 R
7,(0,R) = \f; exp{—Z | al(x)dx} | exp{—(v -vg) |:b -2fa, (x)dx}}a’v, (3-4)
0 —oo 0

where b=4 ¢n2/(Av)?. Equation (3-4) can be integrated, and for

R
(2b)_1ja2 (x)dx <<1, (3-5)
0
the result can be expressed as
R a,(x) R
T,(0,R) = exp{ -2 j ay(x) - 22—1)[1 +b71 J' ay(x)dx | ldx ;- (3-6)
0 0

Equation (3-5) is equivalent to the condition that the change in the optical depth between the center and half-
width point of the measurement bandpass is small with respect to £n2. It then follows from Egs. (3-1) and
(3-2) that

R
T,(0,R) = exp{—ZI K (Ve,x)dx},

0

where

- Av (av)’ | -
V,=Vy* 2o in? [1 + ™ gaz(x)dx} 3-7
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Thus, the transmission for a measurement centered on an atmospheric line or in a trough region can be
represented by an equivalent monochromatic measurement at the frequency v, for bandwidths that are small
compared to the atmospheric line width. We note that the first order term for the equivalent frequency
depends only on the characteristics of the instrumental distortion function.

An effective frequency can also be used to analyze finite bandwidth effects for a measurement with a rectangular
line shape. In this case, the line shape is

i, for |V—VO|S£,
n(vy=12Y 2 (3-8)
Av
0, for [v=vo|>—,
2
and
Av/2 R )
T,(0,R) = j exp{—2”al (x) = ay(x)(v=vp) ]dx}dv.
~Av)2 0

We note that a rectangular line shape provides a first order approximation to the average spectral output of a
multimode laser with a frequency jitter of the order of the mode separation. From Egs. (3-1), (3-2), (3-8),
and an analysis similar to that given for Egs. (3-4) to (3-7), it can be shown that, for a rectangular line shape,

— Av
V., =Vy i‘m

Equations (3-7) and (3-9) show that for a Gaussian or rectangular instrumental line shape, the transmission
over the atmospheric path from range O to R can be represented simply by the transmission at the effective
frequency V,. We note that Egs. (3-7) and (3-9) are valid for any atmospheric path.

(3-9)

We can also utilize the equivalent frequency technique for an analysis of finite bandwidth effects at a reference
frequency. Since a reference frequency is generally chosen either in the far wing of a line or on the edge of
an absorption band where the absorption changes slowly with frequency, the absorption coefficient may be
represented as a linear function of frequency for a moderately narrow bandwidth. That is,

K(v,x)=a(x)+b(x)}(v-v,). (3-10)

When the variation in the atmospheric optical depth is small over the line shape, i.e.,
R
2(v-v,)[b(x)dx <<1, (3-11)
0
it follows that the corresponding term in the transmission in Eq. (3-1) can be expanded, yielding

7,(0,R) = exp{—Zfa(x)dx} Thv[l ~2(v—- v,)'lfb(x)dlea‘v. (3-12)
0 0

—o0
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For a line shape which is symmetric about v , it is seen that A(v) (v - v is an odd function with zero integral,
and Eq. (12) reduces to

R
7,(0,R) = exp{-zj K(v,,x)dx}, (3-13)
0

and

V,=V

,-
Thus, the transmission in the region of the reference frequency can be represented by an equivalent
monochromatic measurement at the center of the bandpass, if the absorption coefficient is a linear function
of frequency and if the instrumental line shape is symmetric.

APPLICATION TO DIFFERENTIAL ABSORPTION

Consider a two-frequency lidar measurement of the resonant absorption for an atmospheric species
(e.g., CO, or H,0) or property (e.g., temperature or pressure) where the measurement at each frequency is
made with a finite bandwidth laser. The measurement frequency v is typically centered on an absorption line
of the desired atmospheric species. A reference frequency v, is then selected at a nearby location where the
resonant absorption is weak compared to that at the measurement frequency. The two frequencies are chosen
sufficiently close, however, so that the atmospheric backscatter and the attenuation due to both scattering and
continuum absorption processes is essentially identical at the two frequencies. The ratio of the signal returns
backscattered from the atmosphere at two adjacent frequencies at ranges R, and R, eliminates the scattering
and absorption properties of the atmosphere, except for those of the resonant absorptlon effect to be measured.
For elastic and homogeneous scattering and absorption over a range gate of width AR, it follows from the
lidar equation (Collis, 1969) that

(0, R,)/T,(0,Ry) _ E(Ry)/E(Ry) (3-14)

where T,(0, R) and T,(0, R) are the transmissions due to resonant absorption along the two-way path from 0
to R for laser bandwidths centered at frequencies v and v , respectively, and E(R) is the energy received from
an element of the atmosphere at range R with thickness AR and R,=R, +AR.

The inclusion of finite laser bandwidth effects and non-zero resonant absorption at the reference frequency
complicates the analysis of Eq. (3-14) considerably, since the differential absorption coefficient, K(V) - K(v),
is not a directly measured or easily derived quantity. In addition, the differential ranging measurement given
by Eq. (3-14) not only has absorption information in the desired range element of width AR centered at
R = (R, + R))/2, but also contains absorption information from the region 0 to R,.
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If an effective frequency is used to represent the absorption at the reference frequency, Eq. (3-13), it follows
that a differential absorption measurement with differential ranging and finite bandwidth at both the on-line
and reference frequencies can be represented as

[al

JOR)/E(08,) L""(V)exp{_z JTktw0- K(V”x)]dx}dv

i X , (3-15)
AOR)EAOR) J;:h<v>exp{-2f[1<<v,x>—f<<v~"”""}""

0

Al

where h(v) is the laser line shape for the on-line measurement. Equation (3-15) has the form of a differential
absorption measurement. We note that Eq. (3-15) is valid even for the case of strong absorption in the region
of v, since no assumptions on the overall level of absorption were made.

An effective frequency can also be used to greatly simplify the analysis of finite bandwidth measurements at
the on-line frequency. It follows from Eq. (3-15) that a differential absorption measurement with differential
ranging and finite bandwidth can be expressed in terms of the effective frequencies Vv, and v_as

Al

Bt o k) o

Al

COMPARISON WITH SIMULATION

To evaluate the application of the effective frequency technique, we consider the case of generalized absorption

in the atmosphere. The absorption coefficient of a gas species in the atmosphere at frequency v
is (Chapter 2)

K(v)=qnS(T)f(v-vy), (3-17)

where ¢ is the molecular mixing ratio of the species, n is the number density at pressure p and temperature T,
S(T) is the line strength, and f{iv - v,) is the line shape at frequency v for a line centered at v,. For atmospheric
measurements where the effects of both collision and Doppler broadening contribute significantly to the
absorption, the line shape is given by the Voigt profile (Penner and Kavanaugh, 1953), which is a convolution
of independent Lorentz and Doppler profiles. It is given as

. 2 d
v-vo) = L2 o0l

- a2+(§—y)2’ (3-18)
where
172
f'= (@) —1—, (3-192)
T bd
a=(zn2)1/22¢; (3-]9b)
by’
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and

&=(f}12)1/2 (V—VO)
d

) (3-19¢)

where b_and b are the collision broadened and Doppler broadened line half-widths at half-height, respectively,
and are defined as,

po\T
and (3-20)

bc<p,r>=b9<m(£](ﬁ)'",

172
2kT¢n2
bd(T)=[ o2 ] 0

o

where M is the mass of oxygen, c is the velocity of light, p_ is standard pressure, bY(T) is the collision-
broadened line half-width at a pressure of 1 atm and the exponent of the temperature dependence of the
collision-broadened half-width m is predicted to be one-half from kinetic theory.

To evaluate the error in the determination of the differential absorption coefficient using an effective frequency,
Eq. (3-15) was evaluated numerically for rectangular and Gaussian laser line shapes of various widths using
Eqgs. (3-17) and (3-18). The atmospheric model used for evaluating Eq. (3-17) is a multilayer, one-dimensional
model with up to 50 homogeneous layers. The calculations simulated measurements for a two-way atmospheric
path from infinity to various altitudes for a total optical depth of 2 at line center. The altitude of the end point
of the measurement is represented by the pressure at that altitude, as given by the parameter a proportional to
pressure. Thus, the calculations begin with a Doppler profile at high altitude, a = 0 and include all values of
a for the Voigt line profile up to and including the value of a at the end point of the measurement.

Figures 3-1a and 3-1b give the errors between this detailed evaluation of the differential absorption coefficient
and the simplified analysis using a monochromatic calculation at an effective frequency for the cases of
Gaussian and rectangular laser line shapes, respectively. The errors are shown as a function of the ratio of the
laser bandwidth, the full width at half height, to the half-width at half-height of the Voigt line profile at the
end point of the measurement, b, (Olivero and Longbothum, 1977). In general, the error increases with
increasing values of Av/b_ and a. For values of Av/b, < 0.5, the error in using an effective frequency is
< 0.5% for a rectangular line shape, and < 1% for a Gaussian line shape. Accuracy at the 0.1% level can be
obtained for values of Av/b < 0.2.

We also evaluated the error in the determination of the differential absorption coefficient for horizontal paths
using an effective frequency. In this case, the ratio of the transmissions, Eq. (3-1), at the on-line and reference
measurements was evaluated numerically for rectangular and Gaussian laser line shapes of various widths,
using Eqs. (3-17) and (3-18), as before. The calculations included the range of Voigt parameter a from near
Doppler (small a) to near Lorentz (large a) profiles.

Figures 3-2 and 3-3 give the error between the detailed numerical integration of the Voigt profile to find the

absorption coefficient and the simplified monochromatic calculation, using the effective frequency for an
optical depth of 2 at line center. As shown in Figure 3-2 for the case of a rectangular laser line shape, the
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Figure 3-1a and -1b. The percentage error in the differential absorption coefficient,
as a function of the laser bandwidth to the half-width at half-height of the Voigt line
profile, using a monochromatic calculation at an effective frequency to represent the
effects of finite laser bandwidth. Figures 3-1a and -1b are for the cases of Gaussian
and rectangular laser line shapes, respectively, for a downward viewing experiment
from space to an altitude (pressure) in the atmosphere defined by the
Voigt parameter a=(b0p/bs)Ntn2.
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Figure 3-2. As Figure 3-1, but for a horizontal  Figure 3-3. As Figure 3-2, but for a Gaussian
air path with an optical depth of two and a laser line shape.
rectangular laser line shape.
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errors are < 0.01% for values of Av/b_up to 0.5. Figure 3-3 shows that for a Gaussian laser line shape, the
errors are < 0.1% for Av/b_ up to 0.7.

CONCLUSION

We have shown that an effective monochromatic frequency can be used to represent the effects of finite
instrumental bandwidth for spectral measurements centered on an absorption line, a trough region, or a
slowly varying spectral feature. The technique is applicable to both integrated path and differential ranging
experiments, and the resulting frequency is independent of the atmospheric line shape and path, to first order.
The application of the effective frequency technique greatly simplifies the analysis for a large number of
spectroscopic problems. Analyses similar to those we have presented for Gaussian and rectangular line
shapes can be used to derive the effective frequency for other instrumental line shapes. Complex line shapes,
including multimode structure, can also be represented by a set of effective frequencies which correspond to
a superposition of elementary forms.
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CHAPTER 4 DIFFERENTIAL ABSORPTION LIDAR SYSTEM

INTRODUCTION

This chapter describes the design and operation of the differential absorption lidar (DIAL) system developed
to remotely measure atmospheric pressure and temperature fields. In addition, results of system tests and
calibrations are discussed, including the first detailed measurements of alexandrite laser spectral properties.

The lidar system is designed to remotely measure atmospheric pressure and temperature profiles from the
ground looking up and from an aircraft looking down to the surface. Major parts of the system are used in
both configurations; only the supportive framework and telescope are not shared. The lidar system consists
of three major subsystems (Figure 4-1): a transmitter subsystem containing the lasers with their power
supplies and cooling systems, beam steering optics, and laser output monitoring instruments; a receiver
subsystem comprised of a telescope, gated photomultiplier, and optical and electronic filters; and the control
and data acquisition subsystem consisting of electronic modules for digitizing the transmitted and received
signals, system clocks and timing circuitry, a microprocessor controller, data handling and storage devices,
and a video terminal for operator interface. Figure 4-2 is a photograph of the lidar system configured on a 1.5
by 3.6 m optical table. The power supply for one of the alexandrite lasers appears in the foreground. The
laser heads are mounted on the near edge of the table. The telescope is centered behind the table, and the
detector package is mounted on the small elevated table on the right side of the picture.
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Figure 4-3 shows the major system components as they are configured in the NASA Lockheed Electra
aircraft. The transmitter and receiver optical tables are mounted to a single rigid aluminum framework
which in turn is shock-mounted to the aircraft floor tracks. The telescope is also attached to this framework
and can be oriented pointing down as well as up.
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@ LASER
PRINTER LASER POWER
@ POWER SUPPLY SUPPLY
DATA
DIRECTION o\ sTEM RECEIVER TRANSMITTER
OF TABLE—]
FLIGHT TABLE
TELESCOPE CHAIRS
LASER
CONTROL
ELECTRONICS

Figure 4-3. Top view of lidar system components inside the NASA Lockheed Electra aircraft. A
40 cm window in the aircraft’s belly lies directly below the telescope and is located along the
plane’s centerline.

TRANSMITTER

The transmitter subsystem is comprised of two narrow band tunable pulsed alexandrite lasers, beam steering
and collimating optics, photodiodes for measuring laser energy and marking time, a 0.5-m focal length
spectrometer for an approximate determination of laser wavelength, and a multipass gas cell for spectral
calibrations and diagnostics. Figure 4-4 is a block diagram of the transmitter optical bench showing the
relative location of the components. Not shown is the gas cell, which is attached to a shelf underneath the
transmitter optics. Figure 4-5 is a photograph of the aircraft optical bench looking forward in the aircraft,
and Figure 4-6 is a photograph of the laser control electronics, power supply, and cooling systems.
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Figure 4-4. Transmitter schematic diagram showing relative location
of components which are mounted to an 84 by 244 cm optical bench.
Key: M-mirror, GAP-Glan Air prism, A/4-quarter-wave circular
polarizer, BS-beam splitter, PD-photodiode, and ND-neutral density filter.
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Figure 4-5. Photograph of the airborne system Figure 4-6. Photograph of the alexandrite laser
transmitter optical bench, showing the two control electronics, power supplies and
alexandprite laser heads in the foreground and the cooling systems.

receiver telescope in the background.

The lidar system utilizes two solid-state alexandrite lasers, referred to as “Alex I’ and “Alex II”. Ruby-
pumped liquid dye lasers were initially used in the transmitter (Korb, et al., 1983) and, at that time, were the
only commercially available tunable high-resolution lasers for this spectral region. A single alexandrite laser
(Alex I) and ruby-pumped dye laser were used to make the first remote measurements of the atmospheric
pressure profile (Korb, e al., 1985). The repetition rate of the ruby-pumped dye laser system was limited to
0.5 Hz, whereas with two alexandrite lasers, the system repetition rate was 5 Hz, limited by the data system.
With improvements to the data system, we were able to increase the rate to 10 Hz. Each alexandrite laser is
tunable from approximately 725 to 780 nm. To obtain sufficient measurement accuracy, the spectral bandwidth
(FWHM) of the on-line laser needs to be no greater than 0.02 cm™ with a line-center frequency stability of
10.002 cm™ during the course of a set of measurements (typically, 30 sec to 30 min). The spectral specifications
for the off-line laser are less stringent, namely, 0.2 to 2.0 cm™ FWHM and +0.05 cm! stability, depending on
the exact wavelength chosen. The development of solid-state tunable alexandrite lasers (Walling, et al.,
1980) has resulted in a more compact and efficient system and holds promise for developing a space-qualified
lidar system capable of carrying out measurements of atmospheric temperature and pressure from satellites.

Because the alexandrite laser development has been the most challenging aspect of this research, Chapter 5
describes it in detail.

The two laser beams are combined onto a single axis using a Glan-Air prism (see Figure 4-4). The beams are
orthogonally polarized, so that one will be transmitted straight through the prism while the other, entering the
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prism from the side, will be nearly totally reflected at the Brewster cut in the prism. A Pockels cell is used as
a circular polarizer on the two orthogonally polarized beams, producing equal polarization components in
each laser wavelength. This is to minimize any systematic discrepancies in the measurements of outgoing
energy or backscattered signal due to preferential reflection of either polarization in any of the other optics.
The beam splitter that samples the outgoing beam for the energy monitor is placed near normal incidence to
further minimize preferential reflection of either laser wavelength. The voltage on the Pockels cell is adjusted
so that the ratio of the two laser energies transmitted by the system, as measured by an independent photodiode
placed in the outgoing beam, equals the ratio measured by the energy monitor. This effectively calibrates the
energy monitor, and is validated by exchanging detectors and digitizers.

The two lasers are tuned to within 0.5 cm™ of the desired frequencies by monitoring their wavelengths with
a 0.5 m Czemy-Turner spectrometer. This instrument has an X-Y cathode ray tube (CRT) display of its focal
plane array detector output, including a cursor with wavelength readout. The laser outputs are directed to the
atmosphere or to a multipass gas cell, and a real-time plot of atmospheric (or gas cell) transmission is displayed
on the system console terminal (Figure 4-7). At the terminal, we select the altitude and the number of range
bins and laser pulses to be averaged for the transmission display calculations. The on-line laser is then
electronically tuned with a constant scan rate while the display is continuously updated, generating an
absorption spectrum which is displayed on the terminal screen. Figure 4-8 includes a laser frequency scan of
the transmission through a multipass gas cell showing the low-pressure oxygen lines at 13153.4 and
13154.2 cm’. By comparing the absorption line spacings and relative strengths with laboratory data on these
line parameters, the laser etalon position is calibrated to the known oxygen absorption line frequencies. The
on-line laser is then manually tuned to the desired absorption feature, either an absorption trough for pressure
measurements or an absorption peak for temperature measurements. The measurements of laser signal
backscattered from the atmosphere versus altitude for the on-line and off-line frequencies are then recorded
on digital magnetic tape for post-measurement analysis.
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Figure 4-7. Console monitor display showing real-  Figure 4-8. Playback of previously recorded gas cell
time plot of atmospheric absorption as the laser  transmission measured as the laser frequency was
frequency is scanned across the two oxygen linesnear  scanned across the two oxygen lines near
13154 cm’. This is the two-way transmission across 13154 cm’. The O, pressure in the cell was 48 torr
an 850 m horizontal path near the ground to a hard  and total path length was 149 m.

target. The numerals indicate photodiode readings

and housekeeping information.



A silicon photodiode is used to monitor the output energy of each laser to normalize the lidar return signals
for shot-to-shot energy variations and for the ratio of the on-line and off-line laser energies needed for
measuring pressure. A small portion of the outgoing beam is directed to the energy monitor. An opal glass
diffuser in front of the energy monitor eliminates effects due to spatial nonuniformities in the laser beam and
the detector surface. Neutral density filters are used to attenuate the laser radiation, and a 10 nm interference
filter reduces background and flash-lamp radiation. This signal is fed to a 9-bit gated charge digitizer. Each
laser pulse energy is digitized and recorded on tape with the lidar return signals.

The system includes a lidar return simulator which can be used to perform system tests without actually
transmitting any laser energy into the atmosphere. It consists of a light-emitting diode (LED) placed in front
of the receiver field stop, and pulsed with an exponentially decaying current to simulate actual laser radiation
scattered off the atmosphere. It simulates the different atmospheric absorptions for the on-line and off-line
laser frequencies by pulsing the LED twice, with different decay time constants to represent the two different
laser return signals.

RECEIVER

The major components of the receiver are a telescope, focal plane optics, photomultipliers, optical and electrical
filters, power supplies, amplifiers, and gating electronics.

The telescope used for aircraft measurements is a 40 cm diameter f712 Cassegrain with aluminum-coated
optics and a Nasmyth focus. The ground-based system telescope is a 44 cm diameter f74.5 Newtonian with
a gold-coated primary and aluminum-coated secondary mirror. This telescope rests on the floor and is
directed to the zenith through a hatch in the roof. The aircraft system telescope can be directed toward the
zenith as well as the nadir, through either of a pair of 40 cm windows in the aircraft. The windows are
mounted at a 7.5° angle with respect to the optical bed and floor of the aircraft to prevent reflections of the
transmitted laser beam from entering the receiver. The laser beams are transmitted coaxially to the telescope,
reflected off a dielectric mirror mounted behind the telescope’s secondary mirror. Baffle tubes enclose the
beams from the transmitter optical table to the aircraft window in order to prevent stray light or reflections
from entering the receiver. For daytime measurements, we use a collimating lens and narrowband
(1.0 to 2.0 nm) interference filter to reduce background light. A low-pass optical filter with a 720 nm cutoff
was used for night measurements. However, subsequently we have used 1 nm bandwidth filters for nighttime
measurements because the rotational Raman scattering contaminated the measurements (see Chapter 8).
The photomultiplier detector is electronically gated on for about 100 s, starting several microseconds after
the laser fires by switching the voltage on the second dynode. When looking down from the aircraft, ground
and ocean surface reflections produce a very strong transient in the signal. We notch out this transient by
gating the tube off for several microseconds while the ground reflection occurs. This greatly reduces a small
bias in the tube’s output following such a strong transient. Background measurements are made on each shot
about 50 psec after the ground reflection. The photomultiplier tube (PMT) output is amplified with a low-
noise transimpedance amplifier and is then filtered at the Nyquist bandwidth with a single pole passive LC
filter before input to a 12-bit digitizer. The digitized record of the on-line and off-line return signals is
transferred from the digitizer memory to magnetic tape after each pulse pair, along with data from the system
clock, counters, and energy monitor. The system was built with two receiver channels for using two detectors,
one with high gain and one with low gain, to increase receiver dynamic range. For aircraft measurements,
one channel is converted to an altimeter to give precise aircraft altitude information.
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CONTROLLER AND DATA ACQUISITION

The data acquisition system converts the analog electrical signals to digital information and records that
information on magnetic tape. The same microprocessor that controls the lasers also controls the data
acquisition equipment. The CAMAC Standard (ANSI/IEEE 583-1975) was chosen as the format for the
data acquisition equipment. The modularity helps reduce the system cost by tailoring the system to meet
only necessary or desired functions and reduces obsolescence (i.e., improvements to any one function require
replacing only that one module). Each module plugs into a crate containing power supplies and a backplane
for the data bus (CAMAC data-way). Referring to Figure 4-9, the crate contains a controller, two transient
digitizers, two programmable clocks, a charge digitizer, and the lidar control module, which contains circuits
to control timing functions, such as the firing of the lasers and the gating of the photomultipliers and transient
digitizers. An 80 MHz master clock was later added to drive the two digitizers and other timing functions.
The microprocessor used for system control and the coordination of all input/output (I/O) is an LSI-11/23.
The computer system includes a dual floppy disk drive, a video graphics terminal, a graphics printer, and a 2-
inch nine-track digital tape drive. The computer has floating point hardware and 2 Mbytes of random access
memory (RAM). All operator information is input via the video terminal, and all data are stored on the nine-
track magnetic tape. Figure 4-10 is a photograph of the LSI-11/23-based lidar data acquisition system. The
nine-track tape recorder is mounted behind the data system rack. The CAMAC crate controller connects
directly to the LSI Q-Bus and makes all the CAMAC modules appear as individually addressable peripherals
to the microprocessor. A 12-bit 10 MHz CAMAC transient digitizer (Transiac model 2012) is used to
digitize the output of the PMT. Typically, less than 500 samples per laser shot are taken. The digital samples
are read out by the computer after each pair of shots. The digitizer has an oscilloscope display output which
drives an X-Y CRT display monitor. A programmable three-speed clock generator is used to control the
sampling speed of the transient digitizer during a measurement cycle, as discussed in detail below. The clock
module contains counters which we use to record the on-line and off-line laser pulse separation and the
number of samples digitized.

The altitude registry on the return signals is provided by triggering a clock and counter circuit with the
leading edge of a saturated signal from a photodiode which detects when each laser pulse was transmitted
(laser synchronization). The clock pulses are used to trigger the receiver signal digitizer, and the counter
ticks off a preset delay which determines when digitizing commences relative to the laser output. The
maximum clock rate to the digitizer is 20 MHz, which is derived from an 80 MHz oscillator. Each laser
synchronization signal is used to restart the delay counters. A problem occurred during the data analysis
when we took the ratio between the on- and off-line return signals, due to inadequate accuracy in the altitude
registry between the two signals. Since the laser pulse can occur randomly anywhere within the digitizer
clock period, the average error in the clock phase (relative to the laser pulse) is one-half or one-quarter of the
clock period. Structure in the return signals due to inhomogeneities in the atmospheric aerosols produced a
ringing effect in the ratio of the return signals, particularly where large, rapid changes in the signals occur at
aerosol layer boundaries. The data were adjusted computationally to correct for the relative error in altitude
registry between on-line and off-line returns. It was found that the ratio was sensitive to misregistries as
small as one-tenth of a clock period, even though the signal was bandwidth limited to less than half the clock
frequency. Subsequently, the clock electronics were redesigned so that the 80 MHz oscillator is now rephased
to each laser pulse with a residual error of a few hundred picoseconds. In addition, it was determined that
fluctuations in the laser output energy caused the leading edge detector to undergo significant (tens of
nanoseconds) jitter with respect to the laser energy pulse peak. The leading edge detection electronics were
replaced with a constant fraction discriminator, and the photodiode operated in the linear region. These have
been tested and the residual jitter due to this effect is a few hundred picoseconds.
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Figure 4-9. Photograph of the CAMAC data
acquisition instruments with the cabling removed.

Figure 4-10. Photograph of the LSI-11/23-based
data system, except for the tape recorder.
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The lidar control module (LCM) is the interface between various parts of the lidar system (Figure 4-11). It
provides trigger pulses to the lasers, gating signals to the photomultipliers, a gate to the laser energy digitizer,
and timing control pulses to the programmable clocks based on the PMT gate pulse settings. Figure 4-12
illustrates the timing sequence for a laser pulse pair data acquisition sequence. The following describes each
of the LCM functions in detail. A “fire” command to the LCM, initiated via a computer instruction or a
manual pushbutton, causes the laser timing circuit to initiate a firing sequence. A separate trigger is generated
for each of the two lasers, and each laser emits a pulse about 100 usec later. The lasers are triggered in
sequence with a time separation determined by a thumbwheel switch on the control panel.

In order to suppress ground loop currents and noise on the laser control lines from entering the data system
and lidar signal cables, optically isolated logic interfaces have been installed on the laser trigger lines. The
logical “or” of both trigger pulses can be sent to the lidar return simulator (LRS). However, either the lasers
or the LRS is in operation at any given time, as determined by a toggle switch on the control panel. One or
both lasers can be fired, depending on the state of a programmable flip-flop. A toggle switch on the control
panel can be used to interrupt automatic (computer) operation of the system to allow manual firing of the
lasers. The laser and LRS triggers are suppressed when the system is programmed into the calibration mode,
which allows background readings to be taken on all detectors. Thumbwheel switches on the display module
front panel are used to set each PMT gating delay and width. The delay is measured from the detection of the
laser output by the synchronization photodiode until the PMT is gated on. Each digitizer is clocked at a high
rate (5, 10, or 20 MHz) while the PMT is gated on. The clock is slowed to 100 kHz between the end of the
PMT gate for the first lidar return and the beginning of the gate for the second lidar return. The clock then
resumes its previous high rate for digitizing the waveform from the second lidar return.
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Figure 4-12. Timing diagram illustrating the data acquisition sequence. Two
lasers are triggered sequentially and a photodiode detects the laser pulses in
order to synchronize the gating and digitizing of two photomultipliers, each of
which measures part of the atmospheric backscatter signal from each laser pulse.

The system repetition rate is determined by a pulse generator used to trigger the laser flashlamps. The

computer data acquisition is then slaved to the laser output pulses using what is essentially a software phase-
locked loop.

SYSTEM SOFTWARE AND OPERATION

The lidar system is controlled by the system microprocessor with operator input via the console keyboard.
There is a separate control panel to adjust the detector gating parameters and laser separation, and a laser

tuning control panel to operate the on-line laser. All data system functions are controlled by the system
software with the console keyboard acting as a control panel.

The software is interactive and provides real-time displays on the video terminal to assist the operator.
System operation begins with the display of a menu of adjustable system parameters on the screen (see Table
4-1). The operator may select from among the following options: one or two laser transmissions, active
(laser firing) or passive (calibration) modes, one or two receiver channels (and, if one, which channel),
output to be displayed on the screen only or also recorded onto tape, digitizer sampling rates of 5, 10, or

20 MHz, automatic background subtraction mode enabled or not, and an upper limit on the number of shots,
if desired.

For each parameter, the default value is highlighted on the screen, and, to change the current value, a unique
single code letter (generally, the initial letter of the parameter name, as indicated by underscoring on the
screen) is input on the operator console. A command interpreter in the software is used to toggle between the
permitted options for each parameter. When the choice of parameter values is completed, an exit code is
pressed on the console to begin laser operation, and the selected parameter values will remain invariant
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throughout the laser firing session. The lidar control module then triggers the lasers, and the program acquires
and records data, if this option was selected. A real-time parameter menu appears on the terminal screen
containing interactive options, which may be modified during the firing of the lasers (see Table 4-2). Assuming
lidar data are being recorded, input of the appropriate code from the console will cause data recording on the
magnetic tape to pause until the code is pressed again, thereby resuming recording. A different code allows
the opening or closing of a new file for storing data on the tape. Another parameter code is used to choose the
method for laser frequency control, viz., either open loop tuning or locking to the wavemeter. Two additional
codes permit real-time displays on the terminal screen (replacing the parameter menu) of either gas cell
absorption or atmospheric absorption, as described below. Repeating the display codes returns the parameter
menu to the screen with all current options indicated. When data taking is completed, an exit code input
from the console terminates the lidar data acquisition program.

Table 4-1. Lidar data acquisition system menu of parameters available for selection prior to data acquisition.
The system operator toggles between options by pressing the corresponding code letter on the console keyboard.

Parameter name Code letter Options (default value underscored)
Transmitter T One laser, Two lasers

Mode M Active (laser firing), Passive (calibrate)
Receiver R Channel 1, Channel 2, Both channels
Output 0] Display, Record on tape

Sample rate/lidar range S 20 MHz, 10 MHz, 5 MHz

Background subtraction B No, Yes

Number of shots N 0, Enter value®

Exit from menu E

“A non-zcro positive integer (Iess than 32 K).

Table 4-2. Lidar data acquisition real-time parameter menu. Options are selected by pressing the corresponding
code letter on the console keyboard while data acquisition is in progress.

Parameter name Code Letter Options (default value underscored)
File F Close current file, Open new file
Tape T Pause (leave file open), Continue

Gas cell absorption display G On, Off

Atmospheric absorption display A Off, Channel 1, Channel 2

Laser frequency control L Open loop tuning, Lock to wavemeter
Exit from program E

The gas cell or atmospheric transmission display (see Figure 4-7) shows the real-time transmission for each
laser shot versus the shot number. Up to 512 shots can be displayed across the screen. A linear recursive
digital filter with adjustable weighting is used for averaging transmission data. Inputting the numeral n on
the console keypad will produce the weighting coefficient (1 - 2")to be associated with the previous averaged
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value and the weighting coefficient 2™ to be associated with the current parameter value, where n is in the
range 0 to 9. The digital filter used for averaging is of the form:

1 1
Yir1 = (1 - 2—,,))’k + (2—,,)xk+1 4-1)

forn=0,1,2,...,9, where y are the averages and x the current data values. Thus, higher values of n result in
more “smoothing” of the graph.

Various diagnostic and informational data are also shown and updated on the screen in real time. The current
time and the elapsed time from the initiation of measurements are given, as well as the total number of shots
fired in the session, and the number of shots currently displayed on the screen, which is refreshed after every
512 shots. The designations, “L1”, “L2”, “B1”, and “B2” refer to the respective channel of laser (L) and
background (B) data from the energy monitor. Average values of the energy monitor, the gas cell monitor,
and the gas cell reference photodiode signals are displayed using the same recursive filter as for the transmission
graph. The range limits indicate the range elements over which the on-line and off-line signals are averaged
for the purpose of plotting atmospheric (rather than gas cell) transmission. These limits, nominally 1 to 50
range bins, can be adjusted using the cursor control arrow keys on the terminal console. Also computed are
the gas cell output to input ratio for each laser, and the final transmission values in percent. The information
on the display may be recorded onto hardcopy by the terminal printer at any time by pressing the code letter:
“P” on the console.

HORIZONTAL PATH

The ground-based lidar system is also used in a horizontal measurement configuration, which facilitates
laser alignment and divergence measurements. This allows horizontal path absorption measurements to be
made using the large signal scattered from a hard target. The horizontal hardware consists of two major
parts. One part is a flat 30 cm square mirror mounted on a small tower, which can be placed over the roof
hatch to direct the transmitted laser beam horizontally. It also directs backscattered laser light into the
telescope. The other part is a 13 m tower with a 1.5 m square target covered with retro-reflective encapsulated
glass bead sheeting. The target tower is located 850 m from the laboratory, and the laser beam traverses a
level horizontal path about 7.5 m above the highest ground along the path. A television camera with a small
1-m focal length telescope is used to boresight the target and facilitates alignment of both laser beams and the
receiver telescope. Preliminary alignment of the two laser beams through the system is made by steering
He-Ne laser beams, prealigned with each pulsed laser, through two iris apertures centered on the system
optical axis. The combined beams are then aligned to the telescope optical axis using a large corner cube
temporarily placed on top of the receiver telescope. An aluminum disk, with cross hairs scribed on its
surface and painted white, is placed in the telescope focal plane. The corner cube is used to direct the laser
beams into the telescope parallel to the direction of transmission. Beam steering mirrors following the beam
expander in Figure 4-4 are then used to steer the combined laser beams onto the telescope optical axis. This
is done by centering the beam on the cross hairs scribed on the target disk placed at the telescope focus. This
apparatus facilitates alignment of the laser beams to within 0.25 mrad of the telescope optical axis. Even
finer alignment is achieved using the horizontal targeting system by observing the pulsed laser beam spots
on the outdoor horizontal target with the system boresight camera. This procedure allows alignment of the
beams to within 50 to 100 prad of each other and the telescope optical axis.
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PERSONAL COMPUTER BASED DATA ACQUISITION

In 1992 and 1993, our system was reconfigured with a new computer rewritable optical disk storage as
illustrated in Figure 4-13. The new configuration merges the lidar and wavemeter data streams, incorporates
more real-time analysis, and provides a 2- to 6-hr continuous recording capability (depending on the number
of receiver channels in operation). For ground-based measurements, the altimeter PMT is replaced with a
high sensitivity (20% quantum efficiency) GaAs PMT for extending the dynamic range of the signal acquisition
using photon counting. An 80486 personal computer controls system functions, monitors the operator inputs,
displays real-time system status and data, and records the raw data on a 1 Gbyte magnetic disk drive. A
removable rewritable optical disk drive is used to archive the data. A second 80486 computer, collecting the
wavemeter data, is interfaced to the lidar data computer via a fiber optic serial communications link. The
spectrum of each laser pulse is transferred to the lidar computer and attached to the lidar return signal data for
that shot. In addition, the system repetition rate is set by a 10 Hz oscillator in the on-line laser frequency
stabilization system, which triggers a multi-channel delay generator to trigger the off-line laser, wavemeter,
and data acquisition system computers.
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Figure 4-13. Updated data system using 80486 computers to control the lidar and wavemeter
data acquisition. The wavemeter data are transferred via optical fiber to the lidar data
acquisition computer on every laser pulse.
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CHAPTER S ALEXANDRITE LASER DEVELOPMENT

The 1nitial experiments using CW krypton laser pumped dye lasers were carried out while we considered the
design of a pulsed dye laser to carry out lidar measurement that would yield vertical profiling. During that
period, a company in France began marketing a pulsed dye laser that met our spectral linewidth criterion.
They modified one of their Nd:YAG pumped lasers to work with a ruby laser pump so that we could reach
the oxygen A band with reasonable conversion efficiency. By the time CW experiments were completed,
another company had also developed a narrowband pulsed dye laser. We purchased one and then had the two
lasers necessary to take lidar measurements. We had great difficulty in keeping either one of the dye lasers
in working order. The fluorescent dye solution had to be changed every day, and over the course of a few
hours, its absorption coefficient changed sufficiently to require realignment of the laser optics. The output
would shift from about 90% narrowband output to about 50% narrowband, 50% amplified spontaneous
emission (ASE) as a result of the deteriorating dye and subsequent misalignment.

With our dye lasers experience and the announcement of the discovery of tunable laser radiation in alexandrite,
we contracted for a narrowband alexandrite laser. A flashlamp pumped solid state laser has obvious advantages
over a liquid dye laser, especially as far as increased lifetime and decreased maintenance, both of which are
important for eventual spaceborne use. The overall efficiency is also better, and the size and complexity are
reduced. The following year we ordered a second alexandrite laser with increased pulse energy and electronic
tuning controls.

ETALON NARROWED LASER

What follows is a brief history of each of the Pressure-Temperature Lidar alexandrite lasers, referred to as
Alex I and Alex II. Alex I (Figure 5-1) was delivered to Goddard in March 1981. It contains a 5 mm
diameter by 75 mm long crystal in a close coupled, diffuse ceramic flooded pump chamber with twin flashlamps
fired by separate pulse forming networks (PFN’s). The coolant is a solution of sodium nitrite and sodium
hydroxide in deionized water. The chemicals serve to absorb ultraviolet radiation, and must be replaced
annually. (Its absorption cutoff gradually shifts toward the visible.) The power supply and Pockel’s cell
controller were from a JK Nd:YAG laser. The laser was specified as 100 mJ and10 Hz, and passed all
acceptance tests but one. After-pulsing occurred about 1 msec after the Q- switched pulse. The electro-optic
Q-switch was replaced with an acousto-optic Q-switch that had the ability to respoil the cavity immediately
following the main output pulse. The tuning optics (Figure 5-2) consist of a three-plate birefringent filter
(BREF) (thickness ratio 1-4-16), a 0.5 mm, 20% R solid etalon, and a 4.3 mm, 20% R solid etalon. The 60%
R flat output coupler and 5 m center of curvature high reflector are spaced about 50 cm apart. For off-line
operation, only the BRF is used in the cavity, which gives a special linewidth of 1.5 cm™ or, with the addition
of the 1 mm etalon, a linewdith of 0.08 cm!. With all three tuning elements installed, the spectral linewidth
is about 0.026 cm'. All optics are mounted on three parallel invar rods. The tuning elements are manually
controlled except for the thick etalon, which is temperature tuned. This arrangement proved to be impractical
for scanning through absorption lines to locate line centers and troughs. However, we were sufficiently
pleased with the performance to order a second laser to replace the remaining ruby pumped dye laser, which
was difficult to maintain and operate.
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Figure 5-1. Photograph of Alex I laser head with ~ Figure 5-2. Alexandrite laser optical resonator
the cover removed to show the layout of optical  cavity configuration. The cavity has an optical path
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pump chamber, 3-plate birefringent filter, oven

stabilized and tilt tuned thick solid etalon, tilt tuned

thin solid etalon, and output coupler. The thick

etalon could also be temperature tuned, but the

thermal response was too slow to make this

practical. The original Q-switch was an electro-

optic Pockels cell which was replaced by the

acousto-optic cell so that the cavity could be

spoiled shortly after the output pulse in order to

prevent “after-pulsing.”

With the experience gained from using Alex I for several months, we wanted the second laser to have ganged
tuning optics, which, once aligned, could be continuously tuned over a reasonable frequency range that
would encompass two or more oxygen lines. Alex II (Figure 5-3) was delivered in July 1983, a year late. For
the most part, the problems with this laser, particularly the PFN’s and the tuning electronics, could be attributed
to poor engineering and workmanship. We experienced many difficulties with this laser until all of the
electronics (except the capacitor charging supplies, which were standard commercial units), the fluid handling
systems, and certain mechanical components in the tuning optics were redesigned and rebuilt. This was all
accomplished by a very capable Experimental Instrumentation Branch in GSFC. Identical power supply and
cooling modules were made also for Alex I, and the new modules installed in both lasers in July -
August 1987.

The laser head was built in an invar box (Figure 5-2) containing three compartments to aid in thermal control
of the tuning optics. The flooded pump chamber consists of a stainless block with slide-in double ellipse
reflectors. The reflectors are stainless with electro-plated silver coatings. The 5 mm diameter by 100 mm
alexandrite crystal is surrounded by a pyrex flow tube to absorb ultraviolet radiation and to separate the hot
water, which heats the rod to 80°C, from the flashlamp water, which floods the pump chamber. The laser
output pulse energy rating is 150 mJ and 10 Hz. The Q-switch is acousto-optic, and the flashlamps are fired
by independent PFN’s. We gained a fair amount of experience with the PFN and simmer circuits, having
designed them after trying numerous commercial units and designs. The flat, 70% R output coupler is
separated from the 5 m center of curvature high reflector by about 55 cm. The five-plate BRF, thin etalon
(0.73 mm, 20% R) and thick etalon (1.0 cm air gap, 20% R) are all contained in one temperature controlled
chamber in the head. The five-plate BRF is controlled with a DC torque motor and uses an optical encoder
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Figure 5-3. Photograph of Alex II laser head
with the inner and outer covers removed. The
head is divided into three chambers. From left
to right: the PZT tuned thick (air-gap) etalon,
5-plate birefringent tuner with optical encoder,
and tilt tuned thin solid etalon are all contained
in a temperature stabilized chamber, pump
chamber, and acousto-optic Q-switch. The open
design of the optical encoder on the BRF
subjected it to erroneous signals from laser light
scattered inside the head which caused it to jump
around and impart frequency jitter to
the laser output.

for position feedback. The thin etalon is 0.74 mm thick and is tilt tuned, also using a DC motor. The high-
resolution etalon is a piezoelectrically scanned, 1 cm air space Fabry-Perot etalon. The laser spectral linewidth
with all three elements installed is about 0.018 cm™. The continuous tuning range without etalon order
jumping is 3.0 cm™'. For a larger change in frequency, the thin etalon and BRF must be set to a different order
number of the thick etalon before another 3.0 cm scan is possible. In this manner, piecewise continuous
tuning over the entire fluorescence band of the laser (725-780 nm) is possible without any gaps.

Because Alex II has the electronically driven and servo tuning optics, it has been used exclusively as the on-
line laser. However, due to problems with the thick etalon, we were often not able to run the laser in a high
resolution mode. The mechanical alignment stability of this etalon is very poor if it undergoes any kind of
temperature cycling. The dielectric reflective coatings on the optic plates are easily damaged. We have used
a variety of vendors for coating these plates, with mixed results.

Laser Spectral Requirements

Atmospheric pressure is obtained by measuring the absorption of the on-line laser in a broad trough region
between strong absorption lines in the 760 nm band, whereas atmospheric temperature is obtained by measuring
the absorption of the on-line laser centered on a narrow absorption line. Thus, for temperature measurements,
the laser bandwidth and frequency jitter must be sufficiently small to prevent large errors caused by some or
all of the laser radiation occurring far enough from the line center to produce lower than predicted absorption.
The width (FWHM) of these lines at sea level atmospheric pressure is ~0.1 cmy'. With increasing altitude
(decreasing pressure), the linewidth decreases until it approaches the Doppler limit of 0.03 cm™ FWHM at
zero pressure. Thus, for ground-based and low altitude measurements, the laser bandwidth should be small
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with respect to the linewidth, e.g., ~0.02 cm', and the frequency stability must be approximately 10 times
smaller than the FWHM, e.g., ~0.003 to 0.005 cm'. For higher altitude measurements, the requirements are
even more stringent. In addition, measurements with strong absorption are extremely sensitive to any laser
radiation outside the nominal laser bandwidth (e.g., due to amplified spontaneous emission), since this radiation
would not be absorbed by the oxygen line. For example, if 1% of the laser energy is broadband, the actual
backscattered signal would be twice the expected backscatter signal (100% error) for a measurement altitude
for which 99% of the narrowband energy has been absorbed by the oxygen absorption feature. Because of
the potentially large errors caused by the spectral properties of the lasers (Cahen and Megie, 1981; Megie,
1980), we performed a series of measurements to characterize their spectral structure. We made precise
measurements of the spectral purity, linewidth, line shape, and shot-to-shot frequency jitter of the lasers,
using a high-resolution Fizeau interferometer and a long path multipass absorption gas cell (Schwemmer, et
al., 1987). Measurements of laser linewidth and frequency stability after 1987 were made with the wavemeter
described in Chapter 7 of this report.

The Alex I laser has a three-mode output with a 0.027 cm™ spacing between the two outermost modes;
however, the modes are not equally spaced. This is probably due to higher-order transverse modes associated
with one or more of the longitudinal modes. We found a number of problems inherent in making good
quantitative measurements. The most serious problem is spatial inhomogeneities in the laser beam, due to
the multiple transverse modes of the alexandrite laser. This causes a misrepresentation of the relative energy
in each laser mode as seen by the detector, and, in some cases, could even cause a mode to be absent in one
of the interferometer orders. It is also suspected that various parts of the beam cross section will have a
diverse mix of frequencies if a different set of transverse modes is associated with each longitudinal mode. A
way is needed to uniformly scramble the transverse laser modes and to present a uniform intensity distribution
to the interferometer. Modifying the laser to produce a single transverse or longitudinal mode output reduces
the laser efficiency prohibitively. Spatially filtering the input to the interferometer using a pinhole would
undoubtedly alter the spectrum of the light being sampled. Chapter 7 describes a successfully implemented
solution to this problem.

We measured the spectral purity of the on-line laser by using a very strong but narrow oxygen-absorption
feature as an extremely narrowband notch filter. This was done in our laboratory using a multipass confocal
cavity gas cell constructed by the University of Maryland and specifically designed for use with lasers. The
cell has a T m base path length. The beam enters through a small hole in one mirror and exits through a slit
which bisects the second mirror. The number of passes is determined by the angle of incidence of the input
beam and an angular adjustment of the bisected mirror. We were able to achieve up to 149 passes in the cell.
This 149 m path length was verified by a light pulse propagation time measurement. The transmission of the
radiation through the cell was measured using two photodiodes, one monitoring the input beam by way of a
beam splitter, and the other monitoring the cell output. We made measurements on the strong oxygen absorption
line at 13142.57 cm™ at oxygen partial pressures from 305 to 620 torr. We scanned the laser through the
oxygen line, then centered the laser frequency on the line, and increased the amplifier gain on the oscilloscope
with which we measured signals from the two photodiodes. At the higher oxygen pressures, the absorption
line strongly attenuates the narrowband radiation while allowing any broadband component to be transmitted
relatively unattenuated. There may be some broadband radiation from the laser that is not well collimated.
However, this uncollimated radiation is of little consequence in the lidar application where the field of view
of the receiver is narrow. We have found that a large portion of the ASE from multi-amplifier dye lasers can
be highly collimated. Dye lasers have also exhibited broad band spectral pedestals when careful design is
used to suppress ASE (Ehret, et al., 1993; Theopold and Bosenberg, 1993).
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In Table 5-1, a comparison of measured values of gas cell transmission with calculated values is given for
various pressures of oxygen with the cell adjusted for a 149 m path length. At the highest pressure, the
measured transmission implies a maximum possible value for the total broadband energy which may be
transmitted through the gas cell. The calculated transmission at that pressure is less than 0.01% over a
bandwidth of 0.027 cm™ about line center. From this we conclude that the total laser emission outside of the
three longitudinal modes observed with the spectrum analyzer is less than 0.01% of the total laser output
energy. At low pressures, shot-to-shot instabilities of the mean frequency of the laser contribute to values of
transmission which are larger than the calculated values, because the absorption linewidth of
0.034 cm (FWHM) is comparable to the laser linewidth.

Table 5-1. Measurements of Alex II spectral impurity inferred from measured transmission through a 149 m
path in a multipass gas cell at a frequency of 13142.57 cm’!, compared with calculated values.

Pressure (torr) Transmission (%)
O2 N, Measured Calculated
305 120 0.1 0.042
340 120 0.05 0.030
380 120 0.033 0.022
500 120 - 0.013 0.010
620 120 0.007 0.0063

Laser frequency stability was accurately measured by positioning the laser frequency on the steep side of a
Doppler broadened oxygen line and measuring gas cell transmission as described above. Any frequency
modulation on the side of an absorption line will result in a modulation of the transmission. The frequency
stability was determined to have a short-term noise or random component with a standard deviation of
0.005 cm. Frequency drifts of much larger magnitudes were observed over periods of many minutes due to
drift in the high-resolution intracavity etalon. This etalon is not stabilized for temperature, mechanical drift,
piezoelectric creep, or drift in the piezo drive signal, which is used to tune the laser. Much of the short-term

jitter is due to noise observed on the drive voltage. We redesigned the laser electronics to correct this
problem and to reduce the long-term drift so that longer measurement periods could be utilized to accurately
observe changes in the atmospheric temperature or pressure profile. The following section describes the
redesigned electronic tuning and scanning electronics.

ELECTRONIC TUNING AND SCANNING

A digitally controlled tuning and scanning control servo system simultaneously positions all three optical
elements to provide continuous high resolution laser spectral tuning. The user may select manual, single, or
continuous modes of automated scanning of ranges up to 3.00 cm™' and at scan rates up to 3.85 cm/min.
Scanning over an extended range of up to 9.999 cm™ may be achieved if the thick etalon is removed from the
system. The control system is also capable of being remotely operated by another computer or controller via
a standard RS-232 serial data link. We have also incorporated many features that provide improved system
noise immunity, sensitivity, and operational flexibility.

Background
The alexandrite laser output is spectrally narrowed and tuned by the use of three optical elements located

within a temperature controlled tuning chamber (Figure 5-4) stabilized at 35.0 +0.1°C. The three elements
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Figure 5-5. Spectral transmission curves of the
three optical tuning elements. Laser action
occurs where peaks of all three elements
coincide to give maximum transmission, and
hence, lowest intracavity losses.

N et M
Figure 5-4. Photograph of the Alex Il head after
reengineering the lasers. The optical encoder has
been replaced with a sealed unit, better
temperature control has been instituted by
increasing the heater wattage, and the PZT etalon
has been encased in its own oven with a large
thermal mass kept a few degrees above the rest of
the tuning chamber. Critical tuning electronics
have been shielded in the black box behind the
pump chamber. In the foreground is a diode laser
head which was later used to injection seed the
alexandrite laser, eliminating the need for
the two etalons.

are a BRF, a thin etalon, and a thick etalon. Each successive element provides a higher degree of spectral
resolution. The BRF is used as a broad bandpass filter to narrow spectrally the laser to 1.5 cm™ (90 pm).
This filter can be tuned from 725 to 785 nm by rotating it about an axis normal to the plane of the filter plates
(which is at Brewster’s angle with respect to the laser optical axis). The medium resolution element is a solid
quartz etalon of 0.7 mm thickness with 20% reflective dielectric coatings. This etalon acts as a “comb” filter
having many transmission peaks within the gain curve of the laser. The laser output is confined to a single
transmission peak of the thin etalon by centering the BRF passband over that peak (Figure 5-5). This reduces
the laser bandwidth to about 0.08 cm™! (5 pm). The etalon is tuned by tilting it with respect to the optical axis
(“tilt tuned”), thus shifting the entire family of transmission peaks toward the shorter wavelengths as the tilt
angle increases. While tuning the etalon, the BRF must occasionally be tuned to keep its bandpass peak
centered over that peak. The final tuning element is a 1 cm air gap etalon that is tuned with piezoelectric
transducers (PZT) that change the plate spacing of the etalon as a function of applied voltage. The thick
ctalon transmission peaks are about ten times closer together than those of the thin etalon, and it narrows the
laser output to about 0.02 cm™ (1.2 pm). Narrowband operation is obtained by superimposing a transmission
peak of the thick etalon with one from the thin etalon. Laser tuning is accomplished by tracking the desired
transmission peaks of the etalons and the BRF.
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System Concept

The overall system design incorporates a user interactive scheme providing digitally adjusted inputs (digital
pots) and computer driven analog control servos. Each individual optical element is driven with its own
closed-loop servo positioning system. These servo loops require only the new desired position information
as input. These input data are provided in a 12-bit word format which is then compared to the 12-bit digital
representation of the actual position. Appropriate analog and digital feedback are then generated to effect a
new optical element position. The servo will continue to provide corrective feedback and drive the element’s
position until a zero error state exists, i.e., the actual servo position data match the input position information.
The combination of digital input position data and self-contained servo control relieves the main computer
from being burdened with the responsibilities of providing the necessary closed-loop control functions. The
simultaneous positioning of all three optical elements, in addition to keeping track of user inputs, would be
very cumbersome and software intensive, possibly requiring multi-tasked dedicated controllers. A simple
one-chip microcomputer control or “director” approach is preferred. This streamlined technique works very
reliably and efficiently by reducing the difficulties often associated with multi-tasking programming,
integration, and implementation. The system architecture offers the best of analog and digital features by
simplifying the control program software and providing system function modules capable of being designed,
developed, tested, debugged, and repaired individually with minimal impact on operation
schedule and resources.

System Operation

The tuning control system is divided into three modules: front panel tuning control (Figures 5-6 and 5-7),
composite PZT drive and scan control (Figure 5-8), and BRF and thin etalon drive controls (Figure 5-9).

The front panel tuning control block diagram consists of the following six control functions: tuning control
board, main computer control board, scanning control board, tuning position display board, PZT and motor
drive board, and auxillary computer interface board.

The tuning control board allows the user to adjust each optical filter position individually and to set the
system scanning parameters (scan rate and scan width). These five adjustments utilize the outputs of digital
incremental encoders (256 pulses/rev. two-phase quadrature). Each knob (digital pot) has its own hardware
digital storage register which keeps track of the current digital output count as the knob is adjusted (Smith,
1988a). This digital information corresponds to the appropriate value for each individual parameter. The
total digital adjustment range is 0 to 4095 counts (12 bits), which are made to correspond to the adjustment
range of each optical element. Hardware logic provisions have been provided to prevent overflow and
underflow conditions from occurring while adjusting these registers. Once the maximum count has been
reached (by turning the knob clockwise), the storage register is inhibited from rolling over to an all zeroes
state (overflow). Conversely, when the minimum count of zero is reached (by turning the knob counter-
clockwise), the storage register is again inhibited from rolling over to the all ones state (underflow). Exit
from either of these two inhibited states occurs by simply turning the adjusting knob in the opposite direction.
The data in each of these five digital storage registers (coarse, medium, fine, scan rate, and scan width) are
multiplexed onto a common 4-bit data bus and accessed by the main computer control board via standard
4-bit I/0 expander bus interface circuitry.

The main computer control board consists of an Intel 38749 series microcomputer operating at 11 MHz, a
Mostek MK48Z02B non-volatile random access memory (RAM), an Intel 8231 arithmetic logic unit (ALU)
running with a 4 MHz oscillator, interrupt service registers, and a standard Intel 4-bit 8243 /O expander bus
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Figure 5-6. Front panel tuning control block diagram, where each
block represents a circuit board. Not shown are the PZT and motor
drive circuitry, which are located at the laser head (Figures 5-7

and 5-8).
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Figure 5-7. Photograph of the tuning control
panel.  All controls are read by the
microprocessor; hence, their functions are
programmable. The PZT drive electronics, which
are the most sensitive to noise, reside in the
shielded enclosure on top of the control panel.
This unit drives a high voltage DC amplifier
circuit (not shown).
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Figure 5-9. Birefringent filter and thin etalon motor servo-control
block diagram.

interface system for data communication between all the system peripherals. This 4-bit bus is the main
interface that handles all the data associated with the user inputs (digital pots), motor controls, scan parameters,
and LED display information. The microcomputer’s internal 8-bit data-bus is used exclusively for data
transfers involving the ALU, RAM, and auxillary computer control. The main computer control acts as the
central hub and director for all the data. The data from the tuning control board are collected, properly scaled
using the ALU, and then sent to the motor drive and LED display boards. The ALU converts and scales the
digital information into a convenient “user-friendly” LED display formatted and labeled with the physical
units of nanometers (nm) and wavenumbers (cm™).

The tuning position display board receives the multiplexed data from the computer control board and sequences
the data to the proper LED readout display. The BRF adjustment is scaled for a display format range of
685.35 to 850.00 nm. The BRF employs a 12-bit positional optical encoder (Figure 5-9) with the output
being a linear function of the wavelength displayed. The thin etalon input data register is also scaled linearly
for a 0.000 to 9.999 cm! display. The positional feedback element used here is a precision linear slide
potentiometer whose range of movement corresponds to a 10 deg filter tilt that results in a 0 to +10 volt
position feedback signal. There is a square root functional relationship between the digital input register
contents and the desired motor drive data of the form:

MOTOR DRIVE DATA = (INPUT DATA REGISTER)"? + CONSTANT.

This is due to the sine-drive nature of the positioning mechanism. The fine tuning element (thick etalon) is
formatted for a display of 0 to 3.0000 cm™ and responds linearly to a 0 to +10 volt drive signal. The signal is
derived from a digital to analogue (D/A) output with its input data provided by the value of the fine tuning
digital input register. There is no positional feedback data available due to the nature of the transducer
system. To provide for stable etalon operation, it is enclosed within a thermally regulated (30.1°C) aluminum
mounting block kept at 40°C (Figure 5-4). The scan rate range encompasses 0 to 3.85 cm'/min and is
linearly scaled with its digital input storage register. The scan rate register provides the inputs for a D/A
driven, voltage controlled oscillator (VCO). The output of this VCO establishes the system timing for the
automated scanning modes. The scan width display is also linearly scaled with the input data register and
has a display range of O to 3.00 cm™.
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The PZT and motor drive board act as the conduit for transmitting and updating the PZT drive, motor position,
scanning register, and programmable gain amplifier (PGA) information. Due to the remote location
(approximately 10 m) of the PZT and motor positioning circuitry, the outputs are configured to drive opto-
isolators. The data transmission scheme utilizes a serial three-wire distribution arrangement (Smith, 1988b).
The 12-bit data are transmitted in a 16-bit serial format to all potential receivers (5 total: Figures 5-8 and
5-9) with the first four data bits being the destination address code and the remaining 12 bits the data.

The auxillary computer control board utilizes an Intel 8751 series microcomputer that may be programmed
to communicate with an external computer via a standard RS-232 data link. The data received are then
transferred to the main computer over the internal 8-bit data bus. The data and commands sent dictate the
action taken by the main controller. The realm of possible external command requests is limited to those that
can be done manually on-site at the control panel itself. This feature allows the control system to be operated
remotely and perhaps to be totally automated.

The scanning control board provides a pushbutton user interface to select the system operating mode. There
are three fundamental operating modes: uncoupled adjustment, manual scan, and automated scanning. The
selected mode is passed to the main computer control via the interrupt service registers, which identify the
button being pressed. The pushbutton which is pressed is identified to the user by illumination of the LED
within the button. Resetting the system interrupt flags and LED pushbutton displays is also accomplished
through the interrupt service registers.

Operational Modes

The uncoupled adjusting mode is entered at power up, so that the transmission peaks of the optical elements
can be checked for alignment. While in this mode, each optical element may be adjusted independently from
other elements. The scan rate and scan width may also be adjusted. However, software restrictions and
correcting routines are applied to ensure that a sum total PZT offset and scan width value remain within the
3.00 cm range of the thick etalon.

During the manual scan mode, the movements of all three optical elements are coupled, causing the
transmission peaks to track each other and allowing “mode-hop free” laser tuning to occur. When the manual
scan mode is selected, the fine tuning adjust knob provides the “manual adjust” input for this scan mode.
The value in the fine tuning register provides the initial value of the PZT offset voltage. This register is then
zeroed and becomes the input digital storage register for the manual scan adjustment. Thus, the scan width
resolution becomes one part in 12 bits, providing for the maxium tuning precision for all scan widths. The
scan register is the “counter” for these incremental steps and is indexed once each cycle of the digital pot
output of the fine tune adjust knob. Since all scans are divided equally into 4095 increments, the full scale
output of the scan register D/A must be scaled (Figure 5-8). The PGA attenuates this full scale D/A output
(V,) to provide the proper voltage range (V) for the selected scan width. The signal voltage V_is then
summed with the initial PZT offset position voltage to provide the composite PZT scan drive signal.
The 0 to +10 volt output of this summing amplifier drives the i input of a high-voltage 100x amplifier to drive
the PZT. The range of adjustment while in the manual mode is determined by the scan width value selected
prior to entering the manual scan mode. The scan width adjustment is inhibited while in the manual scan
mode. This is necessary because the PGA and scan register weighting factors must be held constant to
maintain correct tracking of all three optical elements. The automated scanning mode operation is functionally
the same as the manual scan mode with the exception that the scan register is incremented automatically as
opposed to being manually adjusted. Both the single and continuous automated scanning modes utilize the



“TO” input pin on the main computer control board, which is tested by the scanning control software. The
scan register is zeroed at the commencement of automated scan modes. The scan register is then incremented
once for every input cycle of the TO input pin. The VCO output is applied to this pin and establishes the scan
rate. The VCO output is linearly scaled to provide a maximum frequency output
(~90 Hz) over the digital input range of 0 to 4095 counts. The single iteration loop timing during the
automated scanning modes requires a minimum of 11 msec to complete. This translates to a maximum
4.00 cm!/min scan rate. The maximum allowable system scan rate has been set at 3.85 cm!/min to allow for
an adequate safety margin. If a continuous scan mode is selected, the scan register will be zeroed after the
maximum count (4095) is reached, and the process will start over again. It should be noted that the actual
repetition of the scan process commences only when all the optical elements return to their initial positions.
That is, during continuous scanning operation, the program software monitors the motor drive of each element
and waits for each drive to “back-track” to the start of scan position before initiating another scan process. If
a single scan mode was requested, the scan register will be allowed to reach its maximum count only once. It
will then be re-zeroed and the initial settings recalled from non-volatile RAM storage and loaded back into
the position registers. The system then returns to the uncoupled power-up condition.

The extended range mode is essentially a manual scan mode that couples only the thin etalon and the BRF
movements, allowing the laser spectral output to track over the entire range of the thin etalon. The scan
register scheme mentioned above is in no way utilized here. Scanning is accomplished by manually adjusting
the thin etalon control knob (medium tuning). The limits of this scan mode become the adjustment limits of
the thin etalon. It is assumed that the PZT etalon has been removed from the system prior to entering the
extended range mode.

Software

The system program control software (Figure 5-10) is written in assembly language and resides totally within
the microcomputer’s 2 kilobyte EPROM. Most of the computer’s 128 bytes of RAM are used to store the 32-
bit floating point conversion factors that are used with the ALU in scaling the LED display formats and
motor drive data. There are an additional 2 kilobytes of non-volatile RAM storage that are used to store the
system’s digital storage register contents continually. These data are recalled at power up, and the system is
initialized with this information to provide the same system parameters and filter positions that existed at
power down.
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Figure 5-10. Flow chart of laser tuning control program.
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THERMAL STABILIZATION

To obtain accurate temperature measurements, a line center frequency stability and accuracy of
£0.002 cm™! are required over an extended period of time, typically ~30 min, which corresponds to a set of
measurements. In addition, the spectral bandwidth of the on-line laser should be less than 0.02 cm'. A series
of measurements of the on-line alexandrite laser frequency was performed using the wavemeter, incorporating
the technique we developed to reduce the effect of speckle (see Chapter 7). These measurements showed the
presence of both short- and long-term variations. The short-term instability was found to be a shot to shot
frequency jitter, whereas the long-term variation was a drift. To examine this, the temperature of each of the
optical elements of the laser was monitored using thermocouples and a data logger. It was found that the
temperature of the tuning elements housed in the optical enclosure tended to increase by as much as
1 to 2°C/hr during continuous operation of the laser, which contributed to the long-term frequency drift. The
optics enclosure of the high resolution on-line alexandrite laser is of invar construction and is insulated on
the inside to reduce transfer of heat from the pump chamber. Electric heaters controlled by a temperature
regulator should maintain a constant elevated temperature in the optics enclosure. Since our investigations
showed that the temperature regulation was not adequate, the thermal behavior of the enclosure was
analyzed and modified.

To improve the thermal stability of the optics enclosure, various modifications were made (Figure 5-4). The
thermal mass of the enclosure was increased significantly by the addition of copper blocks, the insulation
was improved, and convection of hot air from the laser head was prevented. Cooling jackets (not shown)
were attached to the pump chamber housing to reduce heat transfer to the optics enclosure, and a more
effective temperature regulator was used. Also, the nitrogen purge gas (needed to displace the oxygen from
the optical path in the laser) was preheated to the temperature of the optical enclosure and admitted into the
enclosure. The preheated gas then flows across the optical elements and exits from the optics enclosure to
the pump chamber and the rest of the laser head. Significant temperature gradients can exist between the
etalons and the enclosure, since the optical mounts and the etalons have a high thermal resistance. The purge
gas flow reduces these gradients and also effectively limits the convective flow of gases from the pump
chamber into the enclosure, which can cause significant perturbations. These modifications were incorporated
into the laser before the aircraft flights of the Pressure - Temperature Lidar in May - June 1989 for measurements
of the atmospheric pressure field. For these flights, the etalon temperature was maintained constant to within
10.1°C over entire flights (~2 hr). The frequency stability required for pressure measurements is less severe
than for temperature, since the laser frequency is tuned to the trough between two absorption lines, where the
absorption does not vary rapidly (see Chapter 1). For the pressure measurements, only the birefringent filter
and thin etalon were used, which yield a frequency bandwidth of 0.08 cm’. The passive stability of the laser
with the above modifications was found to be adequate for the pressure measurements.

OPTICAL DAMAGE CONTROL

The following is an analysis® of alexandrite failures based on experience with the two alexandrite lasers,
especially the optical components. We have kept extensive logs of these lasers since their delivery, and a
summary of the failure rates of the mechanisms for each laser follows.

*Mcmo to the LASE Project Team (February 1, 1990).
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Regarding optical damage, we instituted a regimen which was followed closely. First, the laser covers are on
at all times unless we have to get into the head. Second, whenever any new optics are installed, we put the
laser through an annealing process, running the laser long pulse at a low energy (~20 mJ) for 15 min, then
50 mJ for 15 min, then 100 mJ for 15 min, then Q-switched at 20 mJ for 15 min, and finally 50 mJ for 15 min
before running at the rated energy. In addition, each time the laser is started, it is operated for ~1 min with the
cavity spoiled, before turning on the Q-switch, to allow the rod to reach a new thermal equilibrium. The
same procedure is followed even if the pump energy is to be changed. At the first sign of optical damage, i.e.,

a sudden drop in energy (10% or more) or an unstable output energy (fluctuations of 10% or more), we shut
off the laser and inspect all the optical surfaces, replacing any blemished optics. Because of the frequency of
this problem, and the cost and lead time for new optics, we have installed offset optical mounts on some of
the optics, so they can be rotated or translated to a fresh portion of the surface without the need to replace that -
optic each time it is damaged.

The following is a summary of failures for Alex I, which has logged over 16.18 x 10° shots (over 449 hrs)
since May 1981, 9.14 x 10° shots over 71 months on the original equipment, and 7.04 x 10° shots over 29
months on the new equipment.

Flashlamps: Average loading of 55 J per lamp. Three explosions, one of which was attributable to a coolant
failure. A total of 7.33 x 10° shots was logged on lamp pairs in which one lamp of each pair expired
naturally. A calculated mean time between failures (MTBF) of 2.44 x '10° shots is misleading, since the
lamps were always replaced in pairs. The lamps were also likely to break during disassembly and
reassembly of the pump chamber to change the rod, which happened three times over the 16.18 x 10°
shots on this laser.

Alexandrite rods: No bulk damage.

Anti-reflection (AR) coatings: 16 failures, MTBF 1.01 x 10° shots.

Thin etalon coatings: Damaged at least five times; however, an MTBF is hard to calculate since this optic is
not always used.

Thick etalon coatings: Burned once, but this optic is not often used.

Q-switch: Burned AR coatings once. Overheated once (a failure in the RF drive caused CW RF to be
delivered to the crystal, which is not cooled), leaving the crystal with permanent stress induced
birefringence.

Other optics: 3 burned mirrors, MTBF 5.39 x 10° shots.

Total optical damage (counting multiple simultaneous burns as one): MTBF 0.81 x 10° shots.

Power supply and other electronics:

Under the old J-K supply: 3 failures in 9.14 x 10° shots (MTBF 3.05 x 10° shots).
With new system: 1 failure in 7.04 x 10° shots - a pitted lamp electrode and connector were arcing.

Cooling system (including related electronics):

Old system: 8 failures (MTBF 1.14 x 10° shots, or 32 hrs).
New system: 1 failure, a flow switch (MTBF 7.04 x 10° shots, or 196+ hrs).

Total:

Old system: 22 failures (MTBF 0.42 x 10° shots).
New system: 15 failures (MTBF 0.47 x 10° shots).

The following is a summary of failures for Alex II, which has logged over 23.14 x 10° shots (over 643 hrs)
since July 1983, 8.48 x 10° shots over 51 months on the original equipment, and 14.66 x 10° shots over
27 months on the new equipment.
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Flashlamps: Average loading of 52 J per lamp. One expired naturally (failed to simmer), and one was
accndentally broken. Lamps were replaced eight times because of water contaminant deposits or because
51mmermg problems were suspected, which were the old simmer circuits or redesigned and commercial
simmers. We finally perfected a design which has not yet failed.

Pump reflectors (needing either polishing or replacement): 15 servicings; however, much of this is due to
experimenting with different reflectors, including vacuum silver coatings with SiO overcoats, electroplated
copper, CVI second surface silver coated pyrex, MACOR ceramic, and several versions of pressed and
sintered Teflon reflectors. Those that have worked best are electroplated silver over stainless substrates,
which need repolishing about every 1 to 2 x 10° shots, depending on lamp loading level. Solid silver
reflectors are no more expensive than any others we have tried. They must be polished, but not replaced
as often.

Alexandrite rod AR coatings: MTBF 1.78 x 10° shots.

Thin etalon coatings: MTBF 5.78 x 10° shots.

Thick etalon coatings: Damaged four times; however, laser not always used with thick etalon.

Q-switch: AR coatings damaged once; gold wire in crystal assembly broke once.

Other optics: MTBF 5.78 x 10° shots.

Total optical damage (counting multiple simultaneous burns as one): MTBF 1.16 x 10° shots.

Power supply and related electronics:

Old system: MTBF 0.39 x 10° shots.
New system: One failure in 14.66 x 10° shots.

Tuning electronics and electro-mechanical components:
Old system: MTBF 0.94 x 10° shots (reliability not as much of a problem as performance).
New system: MTBF 3.66 x 10° shots.

Cooling system (including related electronics):

Old system: MTBF 2.12 x 10° shots (59+ hrs).
New system: MTBF 3.66 x 10° shots (102+ hrs).

Total:

Old system: 44 failures, MTBF 0.19 x 10° shots.
New system: 35 failures, MTBF 0.42 x 10 shots.

Note: Multiple simultaneous failures counted as one failure, because they are usually related, especially
when burned optics is the failure.

Optical damage is obviously the greatest reliability problem. Damage to the coated surfaces of optical
components, such as the laser rod, the mirrors, and the etalons, can occur at high optical fluence levels
prevalent in high energy short pulse Q-switched solid-state lasers. In tunable alexandrite lasers such as the
ones used in the Pressure-Temperature Lidar, optical damage to the laser rod surface was found to occur
frequently, even-when the fluence level (<35%) was much below the specified damage threshold (10 J/cm?)
for the hard anti-reflection coating. A detailed examination of the causes of optical damage revealed that
damage tended to be nucleated at residue sites of solvent cleaners. Damage was also found at sites where
microscopic leaks of the coolant occurred, leading to build-up of salts or other residues on the anti-reflection
coated surfaces of the rod. The rod seals were improved, and a new cleaning procedure for the rod was
initiated. As a result of these steps, optical damage to the laser rods has been virtually eliminated, and more
than 107 shots have been accumulated without rod surface damage. Before the new cleaning procedure was
developed, only ~10° shots occurred between failures due to laser rod damage.
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In the flash lamp pumped tunable alexandrite lasers used in the Pressure-Temperature Lidar, optical damage
to the anti-reflection coated laser rod surface was found to occur frequently (0.5 to 1.0 x 10° shots). Damage
to other intracavity optical components, such as the coated surfaces of the thin etalon, the high (>99%)
reflectivity mirror, and the output coupler, also occurred, although less frequently. The normal operating
conditions for the laser are: output energy per pulse, 100 mJ; pulse duration, 150 to 200 nsec; beam diameter,
2 to 3 mm; rod temperature, 70 to 80°C; average fluence level, ~3.2 J/cm?. Several steps were taken to
alleviate the problem, such as careful inspection of the rod surfaces with a 20x loupe and cleaning with
spectroscopic grade methanol prior to installation, annealing of the laser rod by gradually increasing the
pump level from near the threshold over ~3 x 10* shots to the operational level, changing the vendor for the
anti-reflection coating, and maintaining a higher cleanliness level in the laser and working area. None of
these steps resulted in any significant improvement.

MECHANISMS FOR LASER ROD OPTICAL DAMAGE

A systematic study was undertaken to discover the causes of the optical damage. Since alexandrite is a low
gain laser medium compared to Nd:YAG, it requires a higher pumping energy and a higher level of intracavity
fluence with a higher reflectivity output coupler. Furthermore, the rod is maintained at an elevated temperature
(80°C), which causes additional difficulty in terms of thermomechanical stability of the laser cavity, and the
thermal cycle of laser turn-on and -off can cause moisture condensation on the rod surface exposed to the air.
In spite of all these factors, there seem to be no intrinsic characteristics of the alexandrite rod which should
result in a considerably different damage threshold from that of other solid-state laser materials
such as Nd:YAG.

The damaged alexandrite laser rod faces were inspected under a high magnification optical microscope to
characterize the nature of the damage and to search for any patterns in the damage spots. Figure 5-11 shows
typical rod surface damage characterized by a group of damage spots with sizes ranging from 1 mm to a few
tens of microns. Some of the larger damage spots exhibit a crater-like structure of considerable depth. The
material sputtered from these craters appears to be deposited in the surrounding area, which may in turn
develop into new damage spots.

The damage pattern does not show any resemblance to the beam profile or the laser mode shape. These spots
do not appear to be caused by dust particles from the air, considering the large number of damage spots as
well as their nonuniform distribution. Therefore, it is assumed that this kind of damage originates either
from bad anti-reflection coatings or from unsatisfactory laser rod cleaning.

The normal procedure prior to laser rod installation in the pump chamber consists of inspection and cleaning
of the rod faces in the laboratory, after the rod is received from the coating plant. High spectral purity
methanol (Fisher Optima grade) is used to wet a lens tissue placed flat on the rod surface and then dragged,
without exerting any pressure on the rod surface. High spectral purity acetone is used in the same fashion if
any stubborn spots remain after cleaning with methanol. On some occasions, a drop of collodion is applied
to the rod and peeled after it dries. Sometimes this is followed by cleaning with methanol, or vice versa.
After cleaning, the rod surface is again inspected using a low magnification lens (<5x) and a 20x loupe to
ensure that the surface is clean and that there are no streaks or other deposits left by the methanol. Although
this inspection ensures the absence of large dust particles and large blemishes or streaks on the rod surface,
small particles (less than a few millimeters) or relatively clear marks on the surface cannot be detected by the
magnifier or the loupe.
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To characterize the rod surface after cleaning by the
conventional method, the rod surface is examined under
a high magnification (up to 500x) microscope. In this
study, a new laser rod surface is utilized and cleaned
several times with lens tissues wetted with acetone and
then with methanol. As long as liquid methanol drops
are left on the rod surface, blemish spots are observed
on the surface after the drops dry, even when fresh high-
grade methanol is used. In fact, when the cleaning is
done very carefully using little solvent, the typical spot
sizes are somewhat reduced, and thus the surface
appears to be free of blemishes under a 20x loupe. Even
with the highest grade methanol with very low water
content, similar results are obtained. Figure 5-11 shows
the rod surface after cleaning, and it appears to be
contaminated by residue from the methanol cleaning.
The shape and size distribution of the methanol residue
spots are remarkably similar to the optical damage
pattern. Repeated cleanings with methanol, acetone,
and even collodion reduced only the residue contrast,
indicating that the new rod surface was contaminated
when received from the supplier.

Based on these observations, one may conclude that
the optical damage originates from inappropriate
cleaning procedures which leave residual spots or
blemishes on the rod surface. The residue spots then
become centers for absorption of the high intensity
intra-cavity laser flux, causing local heating and
eventual local damage (melting or ablation) of the laser
coating material. Alexandrite is somewhat different
from other solid-state laser materials, in that it has
strong temperature dependence of terminal state
absorption leading to a runaway thermal heating, which
further increases the absorption initiated from the
absorption center (Walling, 1987). This mechanism
lowers the surface damage threshold fluence to about
1.5 GW/cm?, in contrast to a bulk damage threshold of
30 GW/cm?. The local damage spreads by the
splattering of the molten material from deep craters,
which then become new absorption centers, and
eventually the damage propagates over a large area on
the laser rod surface. Such optical damage can be
avoided by preventing the buildup of the runaway hot
spots on the rod surface. This can be accomplished by
ensuring that the rod surface is scrupulously clean. The
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Figure 5-11. Photograph of alexandrite rod end
Jfaces: cleaned using the new method we developed
(top), as cleaned using conventional techniques
(center), and after conventional cleaning and
subsequent use and damage in a laser (bottom).



new cleaning procedure (as described below) appears to be quite successful, since the laser rod cleaned using
this technique has already logged more than 107 shots without damage.

CLEANING PROCEDURE FOR LASER RODS AND COMPONENTS

The rod is first washed with distilled and deionized water and then washed in methanol. This ensures the
removal of particles or debris left on the rod from the polishing or coating process. Spectroscopic grade
hexane is used to remove any oil or grease from the rod surfaces and barrel. After washing with acetone and
methanol, the rod is transferred to a clean bench. Collodion is then applied to the coated rod face and peeled
after it dries. Repeated applications of collodion are adequate to remove all traces of residue from the
solvents. With stubborn residues, it may be necessary to scrub the rod face with lens tissue. Several lens
tissues are liberally wetted with solvent (acetone or methanol) and moved vigorously across the rod face.
After each step, the rod face is inspected under the microscope with at least 70x magnification. After the
laser rod face is cleaned with solvents, it is repeatedly cleaned with collodion until no visible blemishes are
apparent under a 70x to 200x magnification microscope.

After thorough cleaning, care must be taken to maintain the surface cleanliness during installation in the
pump chamber. Fresh O-rings are thoroughly degreased and cleaned before installing them on the laser rod.
The rod is again inspected after installing the O-rings, and collodion is used to clean the face, if residue from
the O-ring is present.

The same procedure is followed in the cleaning of other optical components, such as mirrors, used in the
laser. Optical coatings are to be handled with great care. While hard coatings can withstand vigorous
rubbing, soft coatings can be easily scratched, and, in such situations, only gentle dragging with wetted
tissue is possible. Also, some coatings may not withstand peeling with collodion. Hence, the above procedure
is applicable only when the coatings are hard and have good adhesion to the substrate. With all components,
inspection under a 70x microscope is the essential first step in revealing flaws or blemishes.

OTHER MEANS TO PREVENT OPTICAL DAMAGE

Absorption centers on the laser rod surface can also be created by other mechanisms during laser operation.
A leak of the rod coolant through failure of the O-ring seal can lead to the formation of residue deposits on
the rod face from the dissolved salts in the coolant. Such spots are very strong absorption centers and lead
to severe rod damage. Even a small seepage will result in such damage. To prevent this, high performance
seals are required which assure no leaks even with continuous temperature cycling. A double O-ring seal
with an intermediate spacer has been utilized for sealing the laser rod in the pump chamber (Figure 5-12).

Condensation of water on the rod faces or other optics is another possible source of damage. Condensation
can occur in the alexandrite laser head especially during laser shut down, when the laser pump chamber
cools from its normal operational temperature (80°C) to ambient temperature (20°C). The condensate
evaporates slowly, leaving residues that can serve as nuclei for damage. Condensation is prevented by
maintaining a purge of dry nitrogen during the cool down cycle of the laser.

Sapphire apertures are utilized to prevent walk-off beams from the etalons from hitting the O-rings or edges
of the pump chamber end walls surrounding the rod ends. Without these apertures, material is ablated onto
the rod ends when a walk-off beam hits either the O-ring or the edge of the pump chamber.
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Figure 5-12. Exploded view of the pump chamber
Jor Alex I. Coolant micro-leaks were sealed by
the use of double O-rings on the rod (bottom) and
flashlamp ends. Sapphire apertures were added
to prevent rod-end contamination by ablation of
the O-ring compression plates by stray radiation.

DIODE LASER INJECTION SEEDING

As a parallel effort to eliminate optical damage in etalons and to eliminate a frequency jitter remaining
despite the digital timing controls, we developed diode laser injection seeding of alexandrite. We present
here a method of spectrally narrowing and frequency stabilizing an alexandrite laser suitable for making
atmospheric temperature, pressure, and water vapor measurements. A CW AlGaAs laser is utilized
(Figure 5-13) to injection seed the alexandrite laser. Then we describe a technique for frequency stabilizing
the diode laser to a molecular absorption line center, using frequency modulation and a photoacoustic generated

Figure 5-13. Photograph of an AlGaAs diode
laser used for injection seeding alexandrite. It
was the development of these small single mode
lasers that made injection seeding of alexandrite
lasers for flight use practical. Prior to these, the
only alternative was to use a dye laser pumped
by either a Nd:YAG or a Krypton ion laser.
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feedback signal. Frequency stability of the diode laser is inferred from measurements of the feedback error
signal. The pulsed alexandrite frequency stability is measured using a Fizeau interferometer, which
simultaneously records a high resolution spectrum of the laser output; the measurements are described in
Chapter 7 of this report.

Spectrally narrowing and tuning the alexandrite lasers using a combination of intracavity birefringent tuners
and etalons are inherently complex, unstable, and unreliable. Each tuning element must be tuned so as to
achieve a single narrow bandpass output, and all must be tuned synchronously in order to achieve continuous
scanning. Each of the tuning elements is subject to temperature and mechanical drift. In addition, intracavity
etalons are particularly lossy, increasing the circulating energy densities for a given output energy and frequently
incurring optical damage. Injection seeding obviates the need for etalons and offers other advantages as
well. The injection seeded laser achieves narrowband operation without sacrificing efficiency. If the seed
laser has CW output, it is more readily frequency stabilized using active feedback techniques, thus facilitating
frequency stable operation of a high power slave laser.

Injection seeded alexandrite laser

We distinguish injection seeding from injection locking, using the definition of Siegman (1986). In injection
seeding, the injected or slave laser is not necessarily mode matched to the injection or seed laser, i.e., the
longitudinal modes are not spectrally aligned with each other. The frequency of the seed laser will typically
fall on the wing of one of the slave laser cavity transmission modes. As the slave laser pulse builds up from
the seed frequency, the peak frequency of the pulse gradually shifts over to the peak of the nearest slave
cavity mode. If the seed laser output is broad enough or is far enough from the nearest slave cavity mode,
then two or more slave cavity modes may appear in the output. Injection locking is a specialized case of
injection seeding in which the two laser cavities are longitudinally as well as transversely mode matched. If
the seed laser frequency is close enough to a slave cavity mode, it will pull the output frequency of the slave
laser to match that of the seed laser.

Referring to Figure 5-14, the collimated output of an AlGaAs diode laser is focused into a photoacoustic cell
filled with oxygen at 760 torr, recollimated, and then injected through the output coupler of a pulsed alexandrite
laser, after passing through three optical isolators. The diode output is approximately 80% polarized along
the axis of minimum beam divergence, which is aligned vertically (after being rotated by the optical isolators)
to correspond to the polarization vector of the slave laser. The optical isolators are necessary to separate the
alexandrite output beam from the diode beam, and to prevent the alexandrite from seeding, or worse, destroying
the diode. We have utilized diode powers ranging from 3 mW to 100 mW, with about 1 mW entering the
cavity from a 30 mW laser in the final configuration.

73



PULSED LASER

MAINB (E)AUJPUI’ ALIGNMENT
CAMERA

" PULSED
y ALEXANDRITE }

- g LASER

DIODE BEAM
SAMPLE
WAVEMETER
MN
"
A - AUGNMENT APERTURE AcousTIC {’AZEE
L -LENS CELL HEAD
M - MIRROR :
3X ANAMORPHIC

Ol - OPTICAL {SOLATOR PRISM PAIR

Figure 5-14. Optical layout of the injection seeded standing wave
alexandrite laser. Apertures are used not only to facilitate optical
alignment, but also to reduce forward scattered light from
decreasing the effective optical isolation of the diode seed laser
Jfrom the pulsed alexandrite laser.

Seed laser characteristics

The diode is selected for a room temperature wavelength about 5 nm greater than the wavelength of the
oxygen absorption line to which we wish to lock. We then cool the diode to between 0 and -40°C using
Peltier coolers to bring the wavelength within range of the desired line and adjust the diode current to fine
tune it to the final wavelength. By cooling the diode laser, we achieve a narrower spectral bandwidth,
increased lifetime, higher output power for a given current, and the ability to use higher currents without
affecting the reliability of the laser. The wavelength tuning sensitivity of this type of diode laser was measured
across the 760 to 770 nm spectral range (Schwemmer, 1988). The diodes we used have a tuning sensitivity
of between -1 and -5 cm/K for a fixed current, and -1.5 cm/mA for a fixed temperature. The tuning
sensitivity of any given mode, however, is considerably lower, ~ -1.0 cm/K and -0.2 c'//mA. The disparity
in tuning coefficients for the cavity mode and the peak of the gain curve causes these lasers to mode hop,
leaving gaps in their tuning curves. They also exhibit hysteresis, hopping through one set of modes while
tuning in one direction and hopping through a different set of modes when tuning back. For this reason, one
may have to try a few different diodes to find one that operates exactly at a particular wavelength.

A small portion of the diode output is directed to the wavemeter to make high resolution measurements of
the diode laser spectrum. The measured diode laser bandwidth is 0.008 cm? FWHM, or 242 MHz. We note
that, in this measurement, the signal is integrated for a few seconds, and no particular caution is taken to
stabilize the current or temperature of the diode during this period. The wavemeter optical resolution at these
wavelengths is 0.0035 cm™ (100 MHz) and has less than 0.004 cmy'/hr drift. Therefore, assuming Gaussian
line shapes, the actual bandwidth of the diode laser is approximately 0.0072 cm™ or 220 MHz.
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Diagnostic systems

A 0.5 m focal length spectrometer with 0.25 cm! resolution is used to monitor the wavelengths of the seeder
and the alexandrite simultaneously (Figure 5-15). The output beam of the alexandrite laser is tapped by a
beam splitter at the exit port of the second isolator and sent to the wavemeter for a high resolution spectral
characterization. The output of the wavemeter is connected to a digital oscilloscope for recording and plotting.
Combining the spectrometer and wavemeter diagnosis, the output spectrum can be characterized in terms of
the absolute wavelength and spectral shape of the laser pulse, clearly resolving the longitudinal
mode structures (Figure 5-16).

A high speed photo-diode is used to measure the laser pulse temporal shape. The output of the detector is
displayed on an oscilloscope which is triggered by the leading edge of the Q-switch pulse. Thus, the laser
pulse build-up time (BUT) from the leading edge of the Q-switch pulse can be measured by the temporal
location of the laser pulse on the oscilloscope. For a given injection seed intensity and pump energy level, the
BUT will reach a minimum when optimal seeding occurs. This reduction of the BUT is a powerful diagnostic
parameter that is extensively used in this experiment as a measure of the quality of the seeding. The BUT has
also been used as the feedback parameter of an injection locked single mode YAG laser to control the cavity
length (Rahn, 1985).

Mode matching

There are generally four sources of mode mismatch: mode size, wave front curvature, spatial displacement,
and angular tilt. The latter two sources are related to the alignment of the slave beam and the seeder beam
and can be controlled to be negligible in our setup. The first two sources of error are related to the match in
the beam waist sizes and the relative position of the waists. For simplicity, the fundamental spatial mode,
TEM,;, is considered in this discussion. Referring to the experimental setup, the fraction of power coupled
from the seeder to the slave laser cavity is estimated to be better than 70% (Kogelnik, 1964).

Birefringent tuner

In the present configuration, the birefringent tuner (BRT) is the only passive component which tunes the
laser frequency. The three-plate BRT used in the slave laser defines the lasing band as 1.2 cm FWHM, as
shown in Figure 5-15A. As long as the seeder frequency is within the half width of the BRT band, the
alexandrite output exhibits a narrow spectrum within the resolution of the spectrometer, when seeded as
shown in Figure 5-15B. The high resolution wavemeter data of Figure 5-16 show two longitudinal modes
spaced by 0.007 cm™. A 1 cm™ range of tuning is possible for a fixed BRT position. It is important to
maintain the BRT band shape as smooth as possible without any extra peaks. When the BRT band shape is
not smooth due to misalignment of the BRT plates, the slave alexandrite laser has output not only at the main
seeder mode, but also at other wavelengths within the BRT bandpass.
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Figure 5-15. Spectrometer measured output spectrum of the unseeded alexandrite laser (A), and of the
injection seeded alexandrite laser (B).
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seeded alexandrite output spectrum. The free spectral range of the
interferometer is 0.1 cm’.
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DIODE LASER FREQUENCY STABILIZATION

The diode laser used for injection seeding the alexandrite laser is frequency stabilized to an oxygen absorption
line center used for atmospheric temperature measurements. For pressure measurements, the diode can be
frequency stabilized to the trough between two closely spaced absorption lines. Water vapor measurements
require locking the diode to a water vapor absorption line center. In each case, the diode laser current is
dithered a small amount, causing the diode wavelength to oscillate. A non-resonant photoacoustic cell,
housed inside a gas cell, is used to generate a feedback signal controlling the laser current. Similar techniques
employing gas transmission cells have been used to lock AlGaAs diode lasers to Cs-D, (Hori, et al., 1983),
Rb-D, (Tsuchida, et al., 1982), and H,O (Pevtschin and Ezekiel, 1987).

Frequency stabilization system

Figure 5-17 is a block diagram of the apparatus used for the active frequency stabilization. The laser output
is focused into the photoacoustic cell, a 4 mm diameter by 6 cm long glass cylinder with Brewster windows
and enclosed by a larger gas cell containing 1 atm of oxygen. The acoustic cell has a microphone affixed to
a hole in the side wall of the glass cylinder, and there is another opening to maintain equilibrium pressure
with the outer cell. The diode laser frequency is determined by the applied bias current and the diode
junction temperature. These are set so as to tune the laser to the desired absorption frequency. The DC
current is stable to 1 nA, and the temperature is stable to 0.1 K. These will generate frequency instabilities
of a given laser mode of about 10* cm™ (3 MHz) and 0.1 cm, respectively. A 1 mA peak to peak 10 Hz
‘sinusoidal dither current is added to the bias supply current to cause the laser output frequency to sweep back
and forth across the full width of the absorption line (Figure 5-18). As the diode sweeps in frequency, the
change in absorption causes local temperature changes in the gas inside the acoustic cell. The local pressure
fluctuates correspondingly and is detected as an acoustic signal by the microphone. When the diode frequency
is centered over the absorption line, the acoustic frequency will correspond to twice the dither frequency, and
there will be no acoustic energy at the fundamental frequency. The microphone signal is input to a lock-in
amplifier, which generates an output voltage proportional to the magnitude of the acoustic signal at the
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Figure 5-17. Block diagram of the active frequency stabilization system used on the diode
seed laser.
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fundamental frequency. The lock-in output corresponds to a derivative spectrum if the dithering laser frequency
is slowly scanned across the oxygen line by adjusting the bias current or the junction temperature while the
feedback is disconnected. There is a small offset in the derivative spectral line center due to amplitude
modulation of the diode output as the current is dithered (Walls, 1987). This offset may be compensated by
a phase offset in the lock-in amplifier. The lock-in output is summed with the diode bias supply current,
providing a negative feedback signal to the laser, keeping it centered on the absorption line. Thus, the
current tuning property of the diode laser is used to counter wavelength drift due to imprecise temperature
control. We have locked the diode to two different oxygen lines of different strengths. First, we locked the
laser to the strongly absorbing oxygen line at 13078.22 cm’, having a line strength of
5.66 x 10 cmr'/molec/cm? (Ritter and Wilkerson, 1987). To first order, the error signal is linearly proportional
to the amount of frequency drift of the diode laser while under frequency locked conditions. The frequency
of the laser was held to within 500 kHz (1.7 x 10 cm™) of the absorption line center over a period of 4 hrs
using a servo-loop gain of 300 and a 4 sec time constant (Figure 5-19). In the second test, we chose a line
weaker by a factor of 26, the 13010.81 cm™! line that is used to make atmospheric temperature measurements.
In this case, the laser was held to within 15 MHz (5 x 10 cm™) of line center for a period of 15 hrs using a
loop gain of 30 with a 4 sec time constant (Figure 5-20).
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Figure 5-19. Error signal of the frequency dither
stabilized diode laser locked to the strong
13078.22 cm! absorption line of oxygen.
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Pulsed laser synchronization

The pulsed alexandrite laser is synchronized to the dithering diode laser by using a trigger derived from the
dither oscillator. Thus, the alexandrite fires once in each dither cycle as the diode frequency crosses the
absorption line center (Figure 5-21). The trigger signal fires the flashlamps that pump the alexandrite, and
the Q-switch is delayed a fixed amount. A flashlamp trigger delay may be adjusted with respect to the dither
sinusoid to allow the alexandrite to sweep in frequency or fire at any position on the absorption line. This is
equivalent to a phase adjustment in the lock-in amplifier phase-lock loop and may also be used to compensate
for the asymmetry in the derivative spectrum, as mentioned previously. The frequency stability of the pulsed
alexandrite laser when injection seeded is discussed in Chapter 7.
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